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PREFACE. 



The following pages have been com- 
piled from several sources. The shorter 
tables and the explanatory text are with 
slight modifications from Engineering. 
The principal table, Prof. Airy's, is from 
a pamphlet entitled " The Aneroid, How 
to buy and How to use it," by a Fellow 
of the Meteorological Society, London. 

For the portion relating to diurnal 
variations of pressure the compiler is 
indebted to Buchan's excellent treatise 
on "Meteorology." 

The Formulas and final Tables are 
from Williamson's work on the " Barom- 
eter," and from Sonnet's "Dictionaire de 
Mathematique Applique^." 

The hints about purchasing an Aneroid 
are quoted from Gen. Ellis's excellent 
paper read before the American Society 
of Engineers in January, 1871. 

G. W. P. 
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THE ANEROID BAROMETER. 



Two forms of Barometer are used by 
physicists for measuring the pressure of 
the atmosphere: the Mercurial and the 
Aneroid. The first was invented by 
Toricelli in 1643. It is too well known 
to require description; it will be suffi- 
cient to say that it measures the varying 
pressure of the air by the varying 
length of a column of mercury which 
balances the pressure. 
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The Aneroid was invented about the 
beginning of this century, but was not 
brought to a serviceable form until with- 
in the last thirty years when M. Vidi 
of Paris succeeded in conquering the 
difficulties of construction and produced 
an instrument which has of late been 
steadily gaining in the estimation of 
scientists. Meteorologists, geographical 
explorers, and civil engineers alike con- 
cur in praising the usefulness and accu- 
racy of the more portable forms of this 
instrument. It is, however, only the 
best and latest improved construction 
that will justify such confidence. 

Captain R. H. Fawcett, who has had 
much practice in contouring, writes in 
the United Service Journal^ vol. xvi.: 
" The value of the Aneroid as a handy 
and portable instrument for rapidly ob- 
taining relative heights in surveys, has, 
I think, been under-rated. It is of great 
value, especially in cases of military 
surveying, where time is frequently 
priceless. The points chiefly valuable in 
an aneroid are its portability, as in the 
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pocket it takes up no more room than a 
watch, and the observations and calcu- 
lations can be done so quickly that a 
staff officer riding from one hill to 
another can readily obtain their relative 
heights. In a survey readings may be 
noted down in a pocket-book, or even on 
the margin of the sketch, and calculated 
out on return at leisure. When there is 
plenty of time and the ground is practi- 
cable, leveling or contouring would cer- 
tainly be adopted in preference; but 
even then the occasional consultation of 
the Aneroid might be an advantageous 
check to error. But if pressed for time, 
or contouring be impracticable or ex- 
tremely difficult, the Aneroid gives 
heights with sufficient accuracy for ordi- 
nary military operations, and is far 
more accurate than the eye; moreover, 
the reading may be taken in equal, or 
less, time than it would require in most 
cases to make a good judgment of 
height. . . . Though it cannot show 
the height with the accuracy of leveling 
or contouring, yet its indications may be 
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generally relied on to ten feet or twenty 
feet. . . . It is of course in abrupt, 
hilly and almost mountainous countries 
that the Aneroid is most useful. For 
heights of fifty feet or sixty feet above 
the plain varying slightly in their rela- 
tive heights, the reading of the pocket 
Aneroid might be difficult, and the slight- 
est error important. ... It almost 
invariably happens that such small 
heights can be contoured or leveled 
quickly, but the case is different with 
hills of 300 feet or 400 feet above points 
in the survey. The contouring of these 
would take up much time, and the ad- 
vantage of the Aneroid, as far as this 
reason goes, increases with the height." 

Thus the traveler, amid snowy peaks 
and glaciers, on plateau or prairie, can 
tell within a hundred feet his elevation 
above the sea; a triumph of science no 
less wonderful than that by which he 
ascertains his latitude by means of the 
sextant. With due precautions the Ane- 
roid will measure heights with surprising 
accuracy, as has been repeatedly proved 
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by trigonometrical measarements. For 
rough practical purposes it is all that 
can be desired for contouring mountains 
and hilly districts with rapidity. It is 
unnecessary to dwell upon the value of 
these results to the sciences of geography 
and topography. Sir J. Herschel in his 
treatise on "Physical Geography" re- 
marks on this subject: "Barometrical 
observations, both stationary and itiner- 
ant, assisted of late by that very useful 
and portable form of the barometer 
called the Aneroid, which can be read off 
in a carriage or on horseback, have been 
now so far extended over the whole ac- 
cessible surface of the globe, as to afford 
ground for a reasonable conclusion re- 
specting the average elevation of the 
surface of the land above the sea level, 
and a very accurate one as to the heights 
of mountain chains and summits." 

The Aneroid depends for its action 
upon the changes in form of a thin 
metallic box partially exhausted of air, 
as the pressure of the atmosphere varies. 
In Vidi's Aneroid the metallic box was 
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cylindrical in shape with thin corru- 
gated ends. In some later forms the 
box is crescent or O shaped. 

The following diagrams exhibit the 
mechanism of the instrument: 
Fig. 1 (See Frontispiece). 

The vacuum chamber, A (Fig. 1) is 
flat and circular, having its top and bot- 
tom corrugated in concentric circles, to 
render them more elastic. In the best 
constructed Aneroids the top of the 
chamber is, in a certain degree, held up 
in opposition to the pressure of the at- 
mosphere by the elasticity of a folded 
lamina of spring steel, B, the pull of 
which on the chamber is regulated by 
the pressure of a screw beneath the arm, 
C; by means of this screw, which is 
reached from an aperture in the bottom 
of the case, the index error may be cor- 
rected whenever such is found to exist; 
and it may be here remarked that small 
index errors will occasionally arise, until 
by a little time and use, the numerous 
moveable parts of the instrument have 
assumed their permanent bearings; when, 
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however, it is duly seasoned, it may, if 
originally well constructed, be carried 
about* with ordinary care in traveling, 
without undergoing any sensible change. 

The folded spring, B, is firmly con- 
nected with a stud on the center of the 
vacuum chamber (which has been care- 
fully exhausted by an air-pump, and the 
aperture soldered up), and rises and falls 
with it in obedience to atmospheric 
pressure. An arm, D, is attached to the 
spring, at the further extremity of which 
the actual movements of B are consid- 
erably amplified. 

The end of D is connected by a link 
with a short arm proceeding from a 
transverse bar, F, which is movable on 
its axis. A long arm proceeding up- 
wards from F, is attached by its extrem- 
ity, G, to the end of a steel chain (simi- 
lar to the fusee chain of an English 
watch), which is wound round a small 
pulley on the axis of the hand or index. 
A spiral balance- spring, attached by one 
end to the pulley, and by the other to 
the framework, opposes the pull on the 
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chain at G, and causes the index to re- 
treat when the chain is relaxed. 




Fig. 2. 

Fig. 2 exhibits in perspective a form 
slightly different ; the spiral-spring S 
performing the same function as the 
laminated spring B in Fig 1. 

The errors to which the Aneroid is 
subject arise from the property of the 
metals used in construction to vary their 
dimensions with every change of tem- 
perature, and thus introduce motions 
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into the mechanism which are independ- 
ent of atmospheric pressure. 

The mercurial barometer is subject to 
fluctuations due to temperature, but 
these are easily allowed for as the possi- 
ble changes are few and simple; but in 
the Aneroid, where metals whose elas- 
ticity is not constant are under ten- 
sion, it is readily comprehended that 
skillful adjustment is needed to secure 
compensation as it is termed. This is 
partly eflFected by the residue of air in. 
the sealed box, but a further adjustment 
of a compound spring is also required. 
The Aneroid requires occasional compari- 
son with a standard mercurial barometer 
and a correction when it varies, to make 
it agree. 

When the barometer is employed for 
the purposes of meteorology only, the 
following facts are taken into considera- 
tion. We quote from Buchan's " Handy 
Book of Meteorology": 

Variations of the Barometer. — ^The 
variations observed in the pressure 
of the air may be divided into two 
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classes — viz., periodical and irregular; 
the periodical variations recurring at 
regular intervals, whilst the irregular 
variations observe no stated times. The 
most marked of the periodical variations 
is the daily variation, the regularity of 
which in the tropics is so great that, ac- 
cording to Humboldt, the hour may be 
ascertained from the height of the baro- 
meter without an error of more than 15 
or 17 minutes on the average. This 
horary oscillation of the barometer is 
masked in Great Britain by the frequent 
fluctuations to which the atmosphere is 
subjected in these regions. It is, how- 
ever, detected by taking the mean of a 
series of hourly observations conducted 
for some time. The results show two 
maxima occurring from 9 to 1 1 a.m. and 
from 9 to 11 p.m., and two minima occur- 
ring from 3 to 5 a.m. and from 3 to 5 
P.M. : 
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The maxima occur when the tempera- 
ture is about the mean of the day, and 
the minima when it is at the highest and 
lowest respectively. 

This daily fluctuation of the baro- 
meter is caused by the changes which 
take place from hour to hour of the day 
in th^ temperature, and by the varying 
quantity of vapor in the atmosphere. 

The surface of the globe is always 
divided into a day and night hemisphere, 
separated by a great circle which revolves 
with the sun from east to west in twenty- 
four hours. These two hemispheres are 
thus in direct contrast to each other in 
respect of heat and evaporation. The 
hemisphere exposed to the sun is warm, 
and that turned in the other direction is 
cold. Owing to the short time in which 
each revolution takes place, the time of 
greatest heat is not at noon, when the sun 
is in the meridian, but about two or three 
hours thereafter; similarly, the period of 
greatest cold occurs about four in the 
morning. As the hemisphere under the 
sun's rays becomes heated, the air, ex- 
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panding upwards and outwards, flows 
over upon the other hemisphere where 
the air is colder and denser. There thus 
revolves round the globe from day to day 
a wave of heat, from the crest of which 
air constantly tends to flow towards the 
meridian of greatest cold on the opposite 
side of the globe. 

The barometer is influenced to a 
large extent by the elastic force of the 
vapor of water invisibly suspended in 
the atmosphere, in the same way as it is 
influenced by the dry air (oxygen and 
hydrogen). But the vapor of water also 
exerts a pressure on the barometer in 
another way. Vapor tends to diffuse 
itself equally through the air; but as the 
particles of air offer an obstruction to the 
wati^ry particles, about 9 or 10 a.m., 
when evaporation is most rapid, the 
vapor is accumulated or pent up in the 
lower stratum of the atmosphere, and 
being impeded in its ascent its elastic 
force is increased by the reaction, and 
the barometer consequently rises. When 
the air falls below the temperature of the 
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dew-point, part of its moisture is de- 
posited in dew, and since some time must 
elapse before the vapor of the upper 
strata can diffuse itself downwards to 
supply the deficiency, the barometer 
falls — most markedly at 10 p.m., when 
the deposition of dew is greatest. 

Hence, as regards temperature, the 
barometer is subject to a maximum 
and minimum pressure each day, — the 
maximum occurring at the period of 
greatest cold, and the minimum at the 
period of greatest heat. And as regards 
vapor in the atmosphere, the barometer 
is subject to two maxima and minima of 
pressure — the maxima occurring at 10 
A.M., when, owing to the rapid evapora- 
tion, the accumulation of vapor near the 
surface is greatest, and about sunset, or 
just before dew begins to be deposited, 
when the relative amount of vapor is 
great; and the minima in the evening, 
when the deposition of dew is greatest, 
and before sunrise, when evaporation 
and the quantity of vapor in the air is 
least. 
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Thus the maximum in the forenoon) 
is brought about by the rapid evapora- 
tion arising from the dryness of the air 
and the increasing temperature. But as 
the vapor becomes more equally diffused, 
and the air more saturated, evaporation 
proceeds more languidly ; the air becomes 
also more expanded by the heat, and 
flows away to meet the diurnal wave of 
cold advancing from the eastwards. 
Thus the pressure falls to the afternoon H 
minimum about 4 p.m. From this time 
the temperature declines, the air ap- 
proaches more nearly the point of satu- 
ration, and the pressure being further 
increased by accessions of air from the 
warm wave, now considerably to the 
westward, the evening maximum is at- / 
tained. As the deposition of dew pro- 
ceeds, the air becomes drier, the elastic 
pressure of the vapor is greatly dminish- 
ed, and the pressure falls to a second j 
minimum about 4 a.m. 

The amount of these daily varia- 
tions diminishes from the equator to 
wards either pole, for the obvious reason 
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that they depend, directly, or indirectly, 
on the heating power of the sun's rays. 
Thus, while at the equator the daily 
fluctuation is 0.125 inch, in Great Britain 
it is only a sixth part of that amount. 
It is very small in the high latitudes of 
St. Petersburg and Bossekop; and in 
still higher latitudes, at that period of 
the year when there is no alternation of 
day and night, the diurnal variation 
probably does not occur. In the dry 
climate of Barnaul, in Siberia, there is 
no evening maximum; the lowest mini- 
mum occurs as early as midnight, and 
the only maximum at 9 a.m. 

Since the whole column of the at- 
mosphere, from the sea-level upwards, 
expands during the heat of the day, 
thus lifting a portion of it above all 
places at- higher levels, it is evident that 
the afternoon minimum at high stations 
will be less than at lower stations, es- 
pecially when the ascent from the one to 
the other is abrupt. Thus, at Padua, in 
Italy, the afternoon minimum is 0,014 
inch, but at Great St. Bernard it is only 
0.003 inch. 
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Annual Variation. — When it is sum- 
mer in the one hemisphere, it is win- 
ter in the other. In the hemisphere 
where summer prevails, the whole air 
being warmer than in the other hemi- 
sphere, expands both vertically and later- 
ally. As a consequence of the lateral 
expansion there follows a transference 
of part of the air from the warm to the 
cold hemisphere along the earth's surface ; 
and, as a consequence of the vertical ex- 
pansion, an overflow in the upper regions 
of the atmosphere in the same direction. 
Hence, in so far as the dry air of the at- 
mosphere is concerned, the atmospheric 
pressure will be least in the summer and 
greatest in the winter of each hemi- 
sphere. But the production of aqueous 
vapor by evaporation being most active 
in summer, the pressure on the barometer 
will be much increased from this cause. 
As the aqueous vapor is transferred to 
the colder hemisphere it will be there 
condensed into rain, and being thereby 
withdrawn from the atmosphere, the 
barometer pressure will be diminished; 
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but the dry air which the vapor brought 
with it from the warm hemisphere will 
remain, thus tending to increase the 
pressure. 

In the neighborhood of the equa- 
tor there is little variation in the mean 
pressure from month to month. Thus, 
at Cayenne, the pressure in January is 
29.903 inches, and in July 29.967 
inches. 

At Calcutta, 22** 36' N. lat., the 
pressure is 29.408 in July, and 30.102 in 
January, thus showing a difference of 
0.694; and at Rio de Janeiro, 22° 67' S. 
lat., it is 29.744 in January (summer), 
and 29.978 in July (winter), the differ- 
ence being 0.234. The large annual 
variation at Calcutta is caused jointly by 
the great heat in July, and by the heavy 
rains which accompany the south-west 
monsoons at this season ; while in Janu. 
ary the barometer is high, owing to the 
north-east monsoons, by which the dry 
cold dense air of Central Asia is con- 
veyed southward over India. 

At places where the amount of 
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vapor in the air varies little from month 
to month, but the variations of tempera- 
ture are great, the difference between 
the summer and winter pressures are 
very striking. Thus, at Barnaul and 
Irkutsk, both in Siberia, tlie pressures 
in July are respectively 29.243 and 
28.267, and in January 29.897 and 28.865, 
the differences being upwards of six- 
tenths of an inch. The great heat of 
Siberia during summer causes the air to 
expand and flow away in all directions, 
and the diminished pressure is not com- 
pensated for by any material accessions 
being made to the aqueous vapor of the 
atmosphere; and, on the other hand, the 
great cold and little rain in that region 
during winter causes high pressures to 
prevail during that season. The same 
peculiarity is seen, though in a modified 
degree, at Moscow, St. Petersburg, and 
Vienna. 

At Reykjavik, in Iceland, the press- 
ure in June is 29.717, and in De- 
cember 29.273; at Sandwich, Orkney, 
29.775, and 29.586; and at Sitcha, in 
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Russian America, 29.976, and 29.664. 
In all these places the distribution of the 
pressure is just the reverse of what ob- 
tains in Siberia, being least in winter and 
greatest in summer. The high summer 
pressures are due to the cool summer 
temperatures as compared with surround- 
ing countries, thus causing an inflow 
from these regions^ and to the large 
amount of vapor in the atmosphere, thus 
still further raising the barometric col- 
umn. On the other hand, the low winter 
pressures are due to the comparatively 
high winter temperatures causing an oiU- 
flow towards adjoining countries, and 
the large winter rainfall which, by set- 
ting free great quantities of latent heat, 
still further augments and accelerates 
the outflow. 

The variations in mean pressure are 
very slight, and not marked by any 
very decided regularity in their march 
through the seasons, at Dublin, Glasgow, 
London, Paris, and Rome. As com- 
pared with Barnaul and Reykjavik their 
temperature is at no season very differ- 
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.ent from that of sarrouhding coantries, 
and the vapor and rainfall are at no time 
much in excess or defect, but are more 
equally distributed over the different 
months of the year. 

At the Great St. Bernard, 8174 
feet above the sea, the pressure in sum- 
mer is 22.364 inches, while in winter it is 
only 22.044. At Padua, there is scarcely 
any difference in the pressure between 
summer and winter. The increase in the 
summer pressure at the Great St. Bern- 
ard is no doubt due to the same cause 
already referred to in art. 65 — viz., the 
expansion of the air upward during the 
warm summer months, thus raising a 
larger portion of it above the barometer 
at the highest station. But at St Fe de 
Bogota, 8615 feet high, near the equator, 
and where, consequently, the difference 
between the temperature in July and 
January is very small, the difference in 
the pressures of the same months is also 
very small, being only 0.035. 

Distribution of Atmospheric Press- 
ure over the glohe^ as determined by the 
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Annual Means, — ^Though much addi- 
tional observation is required, especially 
in Africa, Asia, and South America, be- 
fore the isobarometric lines can be laid 
down on a map of the world, yet many 
important conclusions regarding the 
mean barometric pressure have been ar- 
rived at from the results already ob- 
tained. We have seen that* the daily 
and monthly variations of pressure ob- 
served at different places are modified 
by the variations of the temperature of 
the air, the amount of vapor, and the 
rainfall. Since these are in their turn 
greatly modified by the unequal distri- 
bution of land and water on the earth's 
surface, we should expect to find the 
pressure, and the variations in the press- 
ure, most regular in the southern hemi- 
sphere. Accordingly, there is a re- 
markable regularity observed in the dis- 
tribution of the pressure from about 40' 
N. lat. southwards to the Antartic Ocean, 
with the exception of the region of the 
monsoons in Southern Asia. 
The mean pressure in the equa- 
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torial regions is about 29.90; at 20° N. 
lat. it rises to 30.00, and at 35' N. lat. to 
30.20, from which northwards the press- 
ure is diminished. The same peculiarity 
is seen south of the equator, but it is not 
so strongly marked. At 45" S. lat. it 
falls to 29.90, and from this southwards 
it continues steadily and rapidly to fall 
to a mean pressure of 28.91 at 75** S. lat. 
This extraordinary depression of the 
barometer in the Antarctic Ocean, being 
one inch less than at the equator, and 
1.326 inches less than at Algiers, is per- 
haps the most remarkable fact in the 
meteorology of the globe. 

The pressure in the north temper- 
ate and frigid zones is in striking con- 
trast to the above. From Athens, in a 
north-eastern direction, a high isobaro- 
metric line traverses Asia, passing in its 
course Tiflis, Barnaul, Irkutsk, and 
Yakutsk. To the east of the northern, 
part of this area of high mean pressure 
around the peninsula of Eiimtschatka, 
there is a region of low barometer, the 
mean pressure being only 29.682. There 
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is another remarkable area of low press- 
ure around Iceland, the center being 
probably in the south-west of the island 
near Reykjavik, where the mean is 
29.578. As observations are more 
numerous in Europe and i^orth America, 
the dimensions of this depression may 
be defined with considerable precision 
by drawing the isobarometric of 29.90, 
which is about the mean atmospheric 
pressure. This line passes through Bar- 
row Straits in North America, thence 
south-eastward toward Newfoundland, 
then eastward through the north of Ire- 
land, the south of Scotland, and the 
south of Sweden, whence it proceeds in 
a north-easterly direction to Spitzbergen. 
The following mean annual pressures 
will show the nature of the depression: — 
New York, 30.001; Paris, 29.988; Lon- 
don, 29.956; Glasgow, 29.863; Orkney, 
29.781; Bergen, 29.804; Spitzbergen, 
29.794; Reykjavik, 29.578; Godthaab in 
S. Greenland, 29.605; Upernavik in N. 
Greenland, 29.732; and Melville Island, 
29.807. A depression also occurs in 
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India, where the mean is only about 
29.850, whereas in the same latitudes 
elsewhere it is about 30.100, 

There are thus four areas of low 
pressure on the globe, the extent of each 
being nearly proportioned to the depth 
of the central depression — viz., Antarctic 
Ocean, the least pressure being 28.910; 
Iceland, 29.578; Kamtschatka, 29.682; 
and India, 29.850; and three areas of 
high pressure, one lying between lati- 
tudes 20° and 40* N., another between 
15° and 35° S., and the third in Central 
Asia, from south-west to north-east. 
These low mean pressures are by no 
means constant in all cases during the 
months of the year. In the Antarctic 
Ocean they are nearly constant during 
the months, with perhaps a slight tend- 
ency to an increase in winter. In the 
region of low pressure round Iceland, 
the pressure is a little less than elsewhere 
in summer; but in winter, when the 
rainfall is heaviest, it is very much less, 
being 0.251 inch less in winter than in 
summer at Reykjavik, and 0.189 at 
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Sandwich, in Orkney. Similarly at 
Petropaulovski, in Kamtschatka, the 
pressure in winter is 0.323 less than in 
sammer. Hence the low mean annual 
pressures in the North Atlantic and the 
North Pacific are chiefly brought about 
by the low pressure during the cold 
months of the year, and are doubtless 
caused by the copious rainfall during 
that season. On the other hand, in 
Southern Asia, the lowest pressures 
occur in summer. Thus, at Calcutta it 
is 29.408 in July, while in January it is 
30.102 — the average pressure for that 
degree of north latitude. Hence, in 
Hindostan, the low mean annual pressure 
arises from the very low pressure in 
summer caused by the heavy rains fall- 
ing at that season, particularly on the 
south slope of the Himalayas. Generally 
the pressure is low wherever a copious 
rainfall prevails over a considerable por- 
tion of the earth's surface, owing to the 
large quantity of caloric set free as the 
vapor is condensed into rain. 

It is scarcely necessary to point 
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out how important it is to keep in mind 
these facts of the pressure of the atmos- 
phere, it being evident, for instance, 
that a pressure of 29.00 in the North 
Atlantic would portend stormy winds, 
while the same pressure south of Cape 
Horn, being the mean pressure there, 
would indicate settled weather. 

The readings of the mercurial barome- 
ter are subjected in nice observations to 
several corrections: 

1st. To 32° F. allowance being made 
for expansion of both mercury 
and scale for all observations 
above that temperature. A baro- 
metric pressure of thirty inches 
at 32° would be indicated by a 
height of 30^ inches at 70°. 

2d. For decrease of gravitation at sta 
tions above the level of the sea, 
acting on both the mercury and 
the air. 

3d. For increase of gravity with in- 
crease of latitude. 

4th. For temperature of air; the den- 
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sity decreasing as temperature 

rises. 
5tli. For humidity of the air which 

also influences its density. 
6th. For capillary attraction of the 

tube. 

The Aneroid requires when properly 
constructed a less number of corrections. 

Many of them are so compensated as 
to require no correction for temperature 
of the instrument. 

A correction for temperature of the 
air above or below some conventional 
standard is the only one usually applied 
to the best Aneroids, and the corrections 
for decreased force of gravity and for 
humidity are the only other corrections 
required for the most reflned observa- 
tions. 

MEASUREMENT OF ALTITUDES. 

It is in the measurement of heights 
that the Aneroid is most highly appre- 
ciated. Its portability and the ease and 
rapidity with which it affords accurate 
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results, ren&er it one of the most satis- 
factory of scientific instruments. 

The text books in physics present 
formulas for computing heights from 
barometric observations, based on physi- 
cal laws which we will briefly give. 

If the density of the air were constant 
throughout, the measurement of heights 
would be a problem of the simplest 
character; for as mercury weighs 10,500 
times as much as air at the sea level, the 
mercurial column would fall one inch for 
every 10,500 inches of ascent above the 
sea. But air is compressible, and, in ac- 
cordance with Boyle's law, its density 
varies with the pressure to which it is 
subjected. 

Now suppose the atmosphere divided 
into layers of uniform thickness, but so 
thin that the density may be considered 
uniform throughout. 

Let A=the thickness of each layer. 
W= weight of a cubic foot of airjat 

pressure H. 
W,= weight of a cubic foot of air at H. 
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H^ H„ &c.= pressures measured in 
inches of mercury. 

Then the pressure upon the unit of 

surface of any layer is greater than that 

upon the surface of next higher layer, by 

the weight of a volume of air whose base 

is the unit of surface and whose height 

is the thickness of the layer. If one 

foot be the unit of surface, then this 

quantity would be AW. And to express 

it by height of mercury column, it is 

30 
necessary to multiply by - — - which 

hW30 
gives ^^^ 

But W : W„ : ; H : 30 

W^ being the weight of a cubic foot air 

at the level of the sea (=.0807 at 32° F). 

We have from the above Wx30=Wj 

XH, and the above expression for dimi- 

hWJl 
nution may be written ——~~. 
^ 2157 

If H^ H, H, represent the pressures at 
the surfaces of the successive layers, we 
shall have 
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si 
AW.H. „ /, AW. 



-.=H,-q^=H,(.-a) 



Multiplying these equations and sup- 
pressing common factors, we get 

If h be taken at one foot then n would 
represent the number of feet vertically 
between two stations at which the baro- 
metric pressures are Hq and H^ respect- 
ively. 

By substituting for W„ its value and 
taking logarithms we have 



. H. - / 2157 \ 

log. g-^=... log. (215^:^3; 



whence 
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XT 

7^= 60136.4 X log. g^ 

For use in accurate observations, cor- 
rections are required for temperature, 
humidity and variation in the force of 
gravity. 

La Place's formula which includes 
terms derived from the consideration of 
these conditions is obtained as follows : 

Suppose a portion of the atmosphere 
included between two stations at diflFer- 
ent altitudes to be divided into very 
thin laminae. 

Let z be the distance of one of these 
from the surface of the globe and dz its 
thickness. 

Let P be the pressure upon a unit of 
surface upon the lower side of this layer; 
and W the weight per cubic meter of 
the air at this pressure. 

Then the pressure on the upper side 
will be less than P by an amount equal 
to the weight of a column of air whose 
base is a unit and height is equal to dz. 
Whence 

t?P=-W<?2. (1) 
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If Wj be the weight of a cubic meter of 
air at the temperature o'C and a baro- 
metric pressure of 0.™76, the weight of 
this same volume at pressure P and tem- 
perature 6 would be 

*^e.76 1 + a^ 
a being the coefficient of dilatation of 
air which is here taken at .004 in conse- 
quence of the constant pressure of watery 
vapor. 

This expresses the weight at the sur- 
face of the globe. K transferred to the 
height 2, the weight would be diminished 
in the ratio of the squares of the distances 
from the center of the earth. We should 
then have 

W=W — ^- '^— 

Substituting in equation 1, dividing by 
P and integrating between o and s, we 
get, by calling the pressure at the lower 
station P^ 

, Po_ W,R _j_ 

^^' P""0.76. {l + aOy U+z 
the logarithm being Napierian. 
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From this we obtain 



0.76(l + ag) ,„P. 
W 



log.5(l+^) 



But the pressures P^ and P are in direct 
ratio of the mercury columns which we 
will designate by h^ and A. These 
columns also vary in weight in accord- 
ance with the law of inverse squares of 
distance from the earth's center, so that 

P._A. (R+g)' _A. / gy 

p -A • 2' -h y^v.) 

Sabstitating in the yalue of z, we have 
_ 0.76. (l+gg) 

|log4+2log.(l + J)[x(lt5|) 
But as 2 is so very small compared with 

l+:5 j by =^. 

Also ^ may be neglected. 
We shall then have 
0.76 (l+a0) ( /,^2\, Ao . 2i2J| 
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The weight W^ refers to the height A, 
the lower of the two stations. At the 
surface of the earth, this weight would 

/T>\a 

be greater in the ratio of /T>__r\« ^^^ 

as h is always small compared with R 
this correction may be neglected. 

But there is another of more import- 
ance which should be taken into account. 
On account of the spheroidal form of 
the globe weight varies with the lati- 
tude. If G represent the w«ght of a 
body at latitude 45**, then at any other 
latitude I its weight is found by multiply- 
ing G by 

1— .00265 COS. 2 I 

This factor is to be applied to W^ in 
the formula. This is accomplished by 
multiplying the above value of z by 
1-h 00265 cos. 2?. 

In order to simplify the expression we 
will substitute 6 the mean between the 
temperatures of the upper and lower 
stations, designated by t^ and t. The 
factor l + aO then becomes 
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■^"*" 1000 ®^^^® ^® a=.004; 
and the value of z may be written 

w; r"^ 1000 ) 

(1 + .00265 COS. 2Z) 

If M be used to represent the modulus 
of the Napierian logarithms we may 
write 



0.76 j 2(^„ + <) ^ 
MWJ ^ 1000 I 



xU-EKhTlx 

(1+0.00265 cos. 1V) 

in which the logarithms are of the com- 
mon kind. 

This is La Place's formula, h in the 
expression is not the barometric height 
directly observed at the upper station, 
but this height reduced to the tempera- 
ture of the lower station. 
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The value of t^W lias been determ- 
MWo 

ined by trial of the formula upon known 

altitudes. Ramond in his survey of the 

Pyrenees determined its value to be 

18336. 

The unknown term z in the second 
member is determined by successive ap- 
proximations. 

The first value being 

0/= 18336. log. j^ (meters) 
This being substituted, we may have 

z =0 H — ^-2 -z . 

^ ^^ 1000 » 

Finally, these being substituted in the 
above value of z we get 

..= 18336 log/^+?^.. 

+-2f,.00265 COS. 21 

+ (af' + 2M. 18336)^ 

The terms of this formula are gen- 
erally reduced to tabular form for prac- 
tical use. 
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Guyot's formula which is derived from 
this, reducing meters to feet and the con- 
stants depending on temperature being 
changed to accord with Fahrenheit's 
scale, is 

J8=60158.6 log. -t" 



' \ 900 / 

(H-.00260 COS. 21) 



^ , £; + 52262 
1 "^ 7r7:7:7r^77::r^ + 



20886860 10443430/ 



The three terms after the first are the 
corrections. The first being that for the 
temperature at the two stations. The 
second is the correction for the force of 
gravity depending on the latitude. 

The third contains, first the correction 
for action of gravity on the mercury 
column at the elevation z, and second a 
correction required for decrease in densi- 
ty of air owing to decrease in action of 
gravity at the greater elevation. The 
factor 8 being the approximate difference 
in altitude of the stations. 
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Plantamour's formula, which has been 
much used, differs slightly from Guyot's. 
The first coefficient is 60384.3. The de- 
nominator of temperature term is 982.26 
and a separate correction is used for 
humidity of the air. 

To use either of these formulas elabo- 
rate tables are necessary, of which those 
prepared by Lieut. Col. Williamson* are 
the most elaborate. 

For the Aneroid in ordinary practice, 
formulas of much less complexity may 
be profitably used. The corrections de- 
pending upon the gravity of the mercury 
column would, in any case, be omitted. 
The other corrections may in very nice 
work be retained. But a correction de- 
pending on the effect of changes of tem- 
perature on the metallic work of the 
instrument should be carefully remem- 
bered. First class Aneroids claim to be 
compensated^ but a greater portion will 
need a correction which the purchaser 



* The Use of the Barometer on Surveys and Recon- 
noissances. ByR. S. Williamson. New York: D. Van 
Nostrand. London: Tmbner &. Co. 



d by Google 



46 

can determine for himself, by subjecting 
the instrument to different tempera- 
tures while the pressure remains con- 
stant. 

Approximate formulas to be used 
when no tables are at hand have been 
presented by various writers. 

In Engineering for October, ISVTj'we 
get the following : 

"For measuring heights not exceeding 
a quarter of a mile above the sea by 
means of the Aneroid, Admiral Fitzroy 
proposed the following method. Divide 
the difference between the readings at 
the lower and upper station by 0.011, 
the quotient is the approximate height 
in feet. Thus, Aneroid reading at : 

Lower station 80.385 inches. 

Upper station 30.025 " 

Difference 360^.0011=327 ft. 

Another very simple rule was pro- 
posed by Mr. R. Strachan in the Horo- 
logical Journal for 1 866. Read the Ane- 
roid to the nearest hundredth of an inch; 
subtract the reading at the upper station^ 
from that at the lower, neglecting the 
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decimal point: multiply the difference 
by 9; the product is the elevation in feet. 
Example : 

Lower station 30.25 

Upper station 29.02 

123x9=1107 ft. 
The following short method has been 
proposed for altitudes not much exceed- 
ing half a mile above the sea, where ex- 
treme accuracy may not be desired. 
Take from the subjoined Table the value 
corresponding to the mean reading of 
the Aneroid at the upper and lower 
stations, and the mean temperature 
(which may be guessed at when not ob- 
served) ; then divide the difference of 
the Aneroid readings by it; the quotient 
will be the height in feet. 



Mean of 
Aneroid at 


Mean temperature. 


Two Sta- 
tions. 


25 deg. 


50 deg. 


75 deg. 


in. 
27 
28 
29 
30 


.00104 
.00108 
.00112 
.00115 


.00099 
.00103 
.00107 
.00110 


.00094 
.00098 
.00102 
.00105 
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Example: 

Aneroid at base of j mean temperature 

Ben Lomond. . . 29.890 ( of the air 50 deg. 
Aneroid at summit 
of Ben Lomond. 26.656 



Difference.. 3.234 

= quotient 3110 ft. 

Divisor foimd in 
Table 00104 



Mr. J. M. Heath has proposed the fol- 
lowing short method : When the mean 

( * less ) 
temperature at the stations is •< ^^^1^^ \ 

than 62 deg. \ ZoreZ} ^^'^^^' '•«*^- 
ings of the Aneroid at the rate of 1 inch 
for every 15 deg. | Jbo vT } ^2 deg., or 

0.2 for every 3 deg. The difference of 
the tabular numbers opposite these re- 
duced readings is the vertical altitude in 
feet. 
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Aneroid. 


No 


. 


Aneroid. 


No. 






90 




99 


30.9 


4824 


91 


28.1 


2170 

100 


30.5 


4460 


92 


27.8 


1870 

101 


30.2 


4184 


93 


27.6 


1567 

102 


29.9 


8905 


94 


27.3 


1363 

103 


29.6 


3623 


95 


27.0 


1054 

104 


29.2 


3243 


96 


26.7 


742 
105 


28.9 


2956 


97 


26.6 


632 
106 


28.7 


2761 


98 


26.2 


214 


28.4 


2467 




26.0 


107 




Example : The last given, worked by 
this method. 

Base 29.890 summit 26.656 

Temp. 62 deg.— 50 deg. 
=12, gives + 800 + .800 

30.690 27.456 

Tabular No 4633 1522 

Difference 3111ft. 

All the foregoing rules are mere sim- 
plifications of Laplace's formula, but are 
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usefulto travelers, tourists, military and 
civil engineers who require to obtain 
rapid results from their contouring ob- 
servations. 

Still another simple rule is based on 
the fact that in the logarithmic term of 
the complete formula the Napierian log- 

arithmof-7- = 2^rj — 7- very nearly. Ap- 
plying to the result thus obtained a tem- 
perature correction for an average of 
66" F. we obtain for an approximate 
value of difference of level between two 
observed stations. 

D=:550325:4. 

A formula which we find in an excel- 
lent paper by Gen. Theo. G. Ellis, pre- 
sented to the Am. So. of Civil Engineers, 
in January 1871, and credited to Sir 
George Schuckburg. 

Gen. Ellis suggests a modification of 
this, which the writer has found to give 
good results recently in some topo- 
graphical surveys in the Catskill Moun- 
tains. 



d by Google 



51 
The form proposed is: 

D=55000g=| 

This gives the altitude very nearly 
when the average temperature of the 
upper and lower stations is SS^F. When 
it is higher add -5^ of the calculated 
value for each degree above 55% and 
subtract a like amount when the tem- 
perature is lower. 

In the above formula H and h are the 
barometric heights at the lower and 
upper stations respectively, and D is the 
difference in altitude in feet. 

Prof. Airy's formula is, omitting the 
more refined corrections of the formulas 
of La Place and Plantamour, 

D=60500 (log. H-log. h)(\ +^^^^) 

Gen. Ellis offers as a convenient modi- 
fication. 

D=60000 (log. H-log. A)(l + 2^i±=^) 
The direct use of a formula being in 
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general too laborious to be satisfactory, 
tables for facilitating the computations 
have been constructed. Of these there 
are many sets by different authors. 
Guyot's, Williamson's and Loomis's are 
well known and have been much used. 

Many observers however desire to 
avoid even the amount of labor which 
such tables and formulas involve. To 
meet such a want, in 18Q1 Prof. Airy 
prepared a table for the use of the manu- 
facturers of Aneroids, to be employed in 
the graduation of a circle of feet meas- 
ures, concentric with the circle of inches. 
This table extended by interpolation is 
given further on. 

When the Aneroid has ^ fixed circle of 
feet engraved on it in accordance with 
this table, the approximate height is ob- 
tained by subtracting the reading in feet 
at the lower station from that at the 
upper. 

K the average temperature is 50° 
Fahrenheit no correction is required. 
But in all cases observe the temperatures 
at both stations. Add them together; 
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if the sum is greater than 100° increase 
the height by toVtt^^ P*^* ^^^ every de- 
gree above 100°. If the sum of the tem- 
peratures is less than 100°, then diminish 
the estimated height by yuVir*^ P*^^ 
for every degree below 100°. 

It is evident from the construction of 
the table that it may be used with 
Aneroids which have no scale of feet. 
A correct graduation of the scale corre- 
sponding to the mercurial barometer is 
all that is required. The corresponding 
heights in feet taken from the table are 
then to be used as above. 

The makers of Aneroids have en- 
deavored to improve on Prof. Airy, and 
have made his scale of feet movable^ 
" showing on the dial, without the aid of 
pencil and tables the height of any given 
place above another." The observer is 
directed to bring the point of the 
movable rim or scale to the point of the 
index when at the lower station, then at 
the upper station the altitude is indicated 
at once by the pointer. 

The use of such a scale leads only to 
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rough approximations, as it is based on 
the assumption that certain differences 
of pressure correspond at all heights with 
the same differences of elevation. The 
writer of a recent article in Engineering 
(Oct., 1877), says of these scales: 

" However advantageous it might be to 
have so simple a means of observing 
heights, truth compels the assertion that 
this movable scale is unscientific and 
misleading. Its effect is to make the 
second differences of barometric inches, 
for equal elevations, a decreasing series 
instead of an increasing one; in fact, to 
reverse the character of the serial differ- 
ences. The heights are only likely to be 
correct when the scale is adjusted to 30 
inches at the sea level. As the adjust- 
ment is made further from 30, so the 
elevations are given more and more in- 
accurate, always in defect as the heights 
increase. Thus from 26, at zero, to 16, 
it gives 12,300 feet, being 2000 in defect 
from 16, at zero, to 16 1000 feet: or 
nearly 700 in defect! It is evident that 
this movable scale is a gross misconcep- 
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tion, and must generally give erroneous 
measurements." 

Mr. Rogers Field, C.E., in 1873, applied 
the movable scale to the Aneroid so 
as to covert it from being a source of in- 
accuracy into an aid towards accuracy. 
He employs the altitude scale proposed 
by Sir G. Airy for temperature 60° but 
he makes it movable so as to adjust it 
for any other temperature. The shifting 
of the scale into certain fixed positions 
is made to answer the same purpose as 
if the original scale were altered to suit 
various temperatures of the air. In the 
Journal of the Meteorological Society for 
1874, January, Mr. Field says: 

"The object aimed at in designing 
this improved form of Aneroid was, to 
simplify the correct determination of 
altitudes in cases such as ordinarily 
occur in England, and the instrument is 
therefore arranged to suit moderate ele- 
vations, say of 2000 feet and under, and 
is not intended for more considerable 
heights. 

" The Aneroid is graduated for inches 
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in the nsual way on the face, but the 
graduation only extends from 31 inches 
to 27 inches so as to preserve an open 
scale. The outer movable scale is grad- 
uated in feet for altitudes, and this grad- 
uation is laid down by fixing the movable 
scale with the zero opposite 31 inches. 
This is the normal position of the scale 
and it is then correct for a temperature 
of 60°. For temperatures below 50° the 
zero of the scale is moved below 31 inch- 
es for temperatures above 50" the zero of 
the scale is moved above 31 inches. The 
exact position of the scale for different 
temperatures has been determined partly 
by calculation and partly by trial, and 
marked by figures engraved on the out- 
side of the Aneroid. In order to insure 
the altitude scale not being shifted after 
it has once been set in its proper position 
there is a simple contrivance for locking 
it in the various positions. This consists 
of a pin, which fits into a series of notch- 
es on the outside of the ring carrying the 
glass. By slightly raising the glass it is 
freed from this locking pin, and can be 
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tamed until the figures coTresponding to 
the air temperature are opposite to the 
pin, when the glass should be depressed so 
as to relock it, and the scale becomes 
correct for that temperature. The alti- 
tudes are in all cases determined by tak- 
ing two readings one at each station, and 
then subtracting the reading at the lower 
station from that at the upper. 

"It will be seen from the foregoing 
description that the movable scale of the 
instrument requires to be set for tem- 
peratures before taking any observations, 
and must not be shifted during the pro- 
gress of the observations. 

" This may appear at first sight aB a de- 
fect inasmuch as the temperature of the 
air may alter during the progress of the 
observations; but practically it will not 
be found to be any drawback in the case 
of moderate altitudes, as small variations 
of temperature will not appreciably affect 
the result. A variation of 5° of temper- 
ature gives only about 1 per cent, varia- 
tion in the altitude, an amount that 
would under ordinary circumstances be 
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inappreciable, so that as long as the tem- 
perature does not vary during the course 
of the observations more than 5** from 
that at which the instrument is set, the 
results may be accepted as correct, and, 
gen or ally speaking, even a greater varia- 
tion than this, say 6° or 8°, would be 
practically of no importance. Of course. 
If it should be found at any time that 
the temperature has varied considerably 
during the course of the observations 
from that at which the instrument was 
aetj this variation can be allowed for by 
calculation in the usual way." 

The principle of allowing for variation 
of temperatures of the air by shifting 
the altitude scale is not theoretically 
accurate, but sufficiently so for practical 
purposes. For altitudes within the range 
of the instrument (say 3000 feet and un- 
der) and temperatures between 30° and 
1Q\ the maximum error from using the 
shifted scale, instead of the calculation, 
la only 2 feet, which is inappreciable on 
the scale. The same principle might 
even be applied to altitudes up to 6000 
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feet, as the maximum error would be 
only 10 feet. For considerable eleva- 
tions, however, the variations of the tem- 
perature between the base and the 
summit would interfere witTi the applica- 
tion of the principle. 

Nevertheless the best plan is to dis- 
pense with altitude scales, whether fixed 
or movable, and to calculate the heights. 
Simple rules, giving more reliable results 
than the attached scales, are at the ser- 
vice of those who need easy processes. 

SUMMARY OF RULES AND DIRECTIONS 
FOR USING THE ANEROID IN MEAS- 
URING ALTITUDES. 

1st. In the absence of a table to aid 
in computation, but having an Aneroid 
with the scale of feet, use the formula, 

D=5500o5i:^ 

adding j^ of the estimated altitude for 
every degree, the average temperature is 
above SB'^y and subtracting a like 
amount when it is below. D, is the dif- 
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ference of altitude in feet; H and h are 
the readings in feet from the Aneroid 
Boale. This gives fair approximations 
up to 3000 feet. 

2d. Having Airy's table, and an Aner- 
oid carefully graduated to inches; take 
the reading in inches of the barometric 
scale at both lower and upper stations, 
also the temperature at both stations. 
Flad from the table the heights in feet 
corresponding to the barometer readings. 
Bribtract them and correct the remainder 
T + <— 100 

^^ iooo 

The complete formula is 

T and < are the observed temperatures; 
H and h are the heights in feet taken 
from the table. 

^Jd, In the absence of this table, but 
with a table of logarithms at hand, the 
barometric heights in inches are to be 
taken, and the following formula used, 
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D=60000 (log. B-^log. b) 



( 



T + ^-60\ 



900 / 

B and b are the barometric readings in 
inches; D, T and t as in the other formu- 
las. 

To avoid error from the constant 
changes in barometric pressure, the ob- 
servations should be simultaneous. This 
is accomplished in the best manner by 
using two instruments, and requires, 
when the distance between the stations 
is considerable, two observers. With 
one instrument only, large errors are 
avoided by repeating the observation at 
the first station after taking that at the 
2d station, and assuming that any change 
in barometric pressure that has occurred 
has been gradual during the absence. 
Many Aneroids marked " compensated " 
exhibit a sensible change when the tem- 
perature is varied; such instruments may 
be serviceable and quite accurate if 
allowance be made for the error of the 
instrument. This correction the owaer 
had better determine by experiment. It 
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is easy to subject the Aneroid to such 
variation of temperature as shall embrace 
the range at which it is likely to be used, 
and the movement of the index for each 
10" or 20" of temperature recorded. 

Aneroids require to be compared from 
time to time with a good mercurial baro- 
metor. While making such comparisons, 
it IB well to remember that the mercurial 
colamn and the scale by which it is 
measured both require correcting, and 
that daring times of rapid changes, in 
atmoapheric pressure, the Aneroid shows 
such changes more readily than the 
mercurial barometer. 

In measuring heights with the Aner- 
oid care should be taken that the instru- 
ment is not influenced by the heat of the 
hand nor by the direct rays from the 
eun. 

The instrument should always be 
tapped gently with the finger at the 
moment of taking an observation. 

Considerable care is also required to 
determine exactly where the index 
points. It is best accomplished by 
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sighting along the pointer, using one 
eye only for the purpose. 

The following example will illustrate 
the use of the table. 

Barometer at Station A 30.04 Thermometer 78* 
" ** B 28.68 *' 65" 

From the table we find height corre- 
sponding to reading at A is 858 feet. 
The height for B is 2120 feet. 

The approximate height is 2120—868 
=1262 feet; but the sum of the tempera- 
tures is 143°, An additional correction 
of y^Itj- is, therefore, to be applied to the 
above difference; this is 64 feet. The 
total estimated difference of altitude is 
then 1262 + 64=1316 feet. 

The formula directly applied is 

P=(«.o-s,a)(:'.^i±^i5?) 

= 1316.26 
Applying the 3d method we should get, 
using logarithms 

Log. B 30.04=1.477700 
" h 28.68=1.457579 



Log. B— Log. ^=0.020121 
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D=fi0000(.02012i) (l + ^ll^Z^) 

= 1207.26X1^0 = 1318 feet. 

The following suggestions to buyers 
of Aneroids we take from Gen. Ellis's 
pamphlet : 

"If you are not a good judge of the 
instrument, go to the best maker or sel- 
ler- 

** If you want accuracy prefer a brass 
oaae. The back plate of the mechanism 
being secured to the case, if they are of 
di:fferent metals, as brass and silver, the 
different rate of expansion by heat 
sometimes causes error. 

*^ Examine the dial and see if the divi- 
eions are engraved. If they are stamped 
upon it the instrument is probably worth- 
less for accurate observations. The 
dial should be electro-plated, and not 
washed. See that the index is fine and 
slender, and lies close to the dial. It is 
beat of blued steel. Have no central 
pointer for showing the position of the 
index. There should be a small steel 
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pointer attached to the rim, as has been 
described. See that the dial has the 
number of inches you desire. From six 
to ten inches is a good range for engi- 
neering purposes. About three quarters 
of the circumference can be made to 
read accurately. 

" For a pocket Aneroid buy the largest 
that can be conveniently carried in the 
pocket, and not the very smallest size. 
Two to two and one-fourth inches is a 
convenient size, and can be made accu- 
rate. 

"If the dial has a scale of feet, see 
that it is graduated according to some 
correct formula, by taking off the num- 
bers corresponding to each inch and 
comparing them with some known table 
or formula. 

" The instrument should have a case, 
so that the heat of the hand shall not 
derange it when observing. 

" It is better also to have a thermo- 
meter in the dial inside the scale, and 
dropped lower down, so as not to inter- 
fere with the index. 
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"Instruments that have the zero of 
the foot scale at thirty inches, particu- 
larly those having movable scales, are 
generally erroneously graduated, the 
same scale being commenced at thirty 
that should be commenced at thirty-one 
inches; they are moreover inconvenient 
to use." 

RULES FOR FORETELLING THE VP^EATHER 
ADAPTED FOR USE WITH ANEROID 
BAROMETERS, 

A Mising Barometer, 

A "rapid" rise indicates unsettled' 
weather. 

A "gradual" rise indicates settled 
weather. 

A " rise " with dry air, and cold in- 
creasing in summer, indicates wind from 
Northward ; and if rain has fallen better 
weather is to be expected. 

A ** rise " with moist air, and a low 
temperature, indicates wind and rain 
from Northward. 

A "rise" with southerly wind indi- 
cates fine weather. 
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A Steady Barometer^ 
With dry air and seasonable tempera- 
ture, indicates a continuance of very 
fine weather. 

A Falling Barometer, 
A "rapid" fall indicates stormy 
weather. 

A "rapid" fall, with westerly wind, 
indicates stormy weather from North- 
ward. 

A " fall," with a northerly wind, indi- 
cates storm, with rain and hail in sum- 
mer, and snow in winter. 

A " fall," with increased moisture in 
the air, and the heat increasing, indicates 
wind and rain from Southward. 

A "fall" with dry air and cold in- 
creasing (in winter) indicates snow. 

A " fall " after very calm and warm 
weather indicates rain with squally 
weather. 

The following are a few of the more 
marked signs of weather, described in 
the late Admiral Fitzroy's valuable 
Weather Book: 
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Whether clear or cloudy, a rosy sky 
at sunset presages fine weather; a sickly- 
looking greenish hue, wind and rain; a 
dark (or Indian) red, rain ; a red sky in 
the morning, bad weather or much wind 
(perhaps rain) ; a grey sky in the morn- 
ing, fine weather; a high dawn, wind; a 
low dawn, fair weather. 

Soft-looking or delicate clouds foretell 
fine weather, with moderate or light 
breezes; hard-edged, oily-looking clouds, 
wind. A dark, gloomy blue sky is 
windy, but a light, bright blue sky in- 
dicates fine weather. Generally, the 
softer clouds look, the less wind (but 
perhaps more rain) may be expected; 
and the harder, more " greasy," rolled, 
tufted, or ragged, the stronger the com- 
ing wind will prove. Also — a bright 
yellow sky at sunset presages wind, a 
pale yellow, wet: therefore by the pre- 
valence and kind of red, yellow, or other 
tints, the coming weather may be fore- 
told very nearly; indeed, if aided by in- 
struments, almost exactly. 

Small inky-looking clouds foretell 
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rain; light scud clouds driving across 
heavy masses show wind and rain; but 
if alone may indicate wind only. 

High upper clouds crossing the sun, 
moon, or stars, in a direction different 
from that of the lower clouds, or the 
wind then felt below, foretell a change 
of wind toward their direction. 

After fine clear weather, the first 
signs in the sky of a coming change are 
usually light streaks, curls, wisps or 
mottled patches of white distant clouds, 
which increase, and are followed by an 
overcasting of murky vapor that grows 
into cloudiness. This appearance, more 
or less oily or watery, as wind or rain 
will prevail, is an infallible sign. 

Usually, the higher and more distant 
such clouds seem to be, the more gradual, 
but general, the coming change of 
weather will prove. 

Light, delicate, quiet tints or colors, 
with soft undefined forms of clouds, in- 
dicate and accompany fine weather; but 
unusual or gaudy hues, with hard, defi- 
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hitely outlined clouds, fortell rain, and 
probably strong wind, 
i-f Misty clouds, forming or hanging on 
heights, show wind and rain coming, if 
they remain, increase, or descend. K 
they rise, or disperse, the weather will 
improve or become fine. 

Dew is an indication of fine weather, so* 
is fog. Neither of these two formations 
occur under an overcast sky, or when 
there is much wind. One sees fog occa- 
sionally rolled away, as it were, by 
wind, but seldom or uever formed while 
it is blowing. 

Remarkable clearness of atmosphere 
near the horizon, — distant objects such 
as hills unusually visible, or raised (by 
refraction) — and what is called " a good 
hearing day " — may be mentioned among 
signs of wet, if not wind, to be expected. 

More than usual twinkling of the stars, 
indistinctness or apparent multiplication 
of the moon's horns; haloes, " wind dogs" 
and the rainbow, are more or less signifi- 
cant of increasing wind, if not approach- 
ing rain with or without wind. 
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Observers should be advised to mark 
a true E. and W. line, about the time of 
the equinoxy by the sun at rising or set- 
ting, and by it give their bearings or 
directions of- wind. And they should 
take its direction from that of the lower 
clouds (when they are not very distant), 
compared with that of vanes and smoke 
in preference to any other indication. 

Much more care is required in noticing 
the veering, backing, shift, turn, or 
gyration of the wind, than has usually 
been thought necessary. Very rarely 
has the way the wind went round been 
noticed in ordinary registers, though 
of material consequence. 
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FOB Estimating Hbights 
THE Aneroid. 



BY 



Having read both barometer and thermometer 
at both stations — ^Find in the table the alti- 
tudes corresponding to the barometric read- 
ings. Subtract them and multiply the re- 
T+f-100 



mainder by 1+ 
the temperatures. 



1000 



T and t being 



Barometer 
Headings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


31.00 


00 


30.81 


168 


30.99 


9 


30.80 


177 


30.98 


18 


30.79 


186 


30.97 


27 


30.78 


195 


30.96 


35 


30.77 


203 


30.95 


44 


30.76 


212 


30.94 


53 


30.75 


221 


30.93 


62 


30.74 


230 


30.93 


71 


30.73 


239 


30.91 


80 


30.72 


247 


30.90 


88 


30.71 


256 


30.89 


97 


30.70 


265 


30.88 


106 


30.69 


274 


30.87 


115 


30.68 


283 


30.86 


124 


30.67 


292 


30.85 


133 


30.66 


301 


30.84 


142 


30.65 


310 


30.83 


151 


30.64 


318 


80.82 


160 


30.63 


327 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


30.62 


836 


30.30 


622 


30.61 


345 


30.29 


631 


30.60 


354 


30.28 


640 


30.59 


363 


30.27 


649 


30.58 


372 


30.26 


658 


30.57 


381 


30.25 


667 


30.56 


390 


30.24 


676 


80.55 


399 


30.23 


685 


30.54 


407 


30.22 


694 


30.53 


416 


30.21 


703 


30.52 


425 


30 20 


712 


30.51 


434 


30.19 


721 


30.50 


443 


30.18 


730 


30.49 


452 


30.17 


740 


30.48 


461 


30.16 


749 


30.47 


470 


30.15 


758 


30.46 


479 


30,14 


767 


30.45 


488 


30.13 


776 


30.44 


497 


30.12 


785 


30.43 


506 


30.11 


794 


30.42 


515 


30.10 


803 


30.41 


524 


30.09 


812 


30.40 


533 


30.08 


821 


30.39 


542 


30.07 


830 


30.38 


551 


30.06 


839 


30.37 


559 


30.05 


849 


30.36 


569 


30.04 


857 


80.35 


578 


30.03 


866 


30.34 


587 


80.02 


875 


30.33 


596 


30.01 


884 


30.32 


605 


80.00 


893 


30.31 


613 


29.99 


903 
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Barometer 
Readings. 


Heights 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet 


29.98 


911 


29.66 


1205 


29.97 


930 


29.65 


1214 


29.96 


929 


29.64 


1224 


29.95 


938 


29.63 


1233 


29.94 


947 


29.62 


1242 


29.93 


956 


29.61 


1251 


29.92 


965 


29.60 


1260 


29.91 


976 


29.59 


1269 


29.90 


985 


29.58 


1278 


29.89 


994 


29.57 


1287 


29.88 


1002 


29.56 


1296 


29.87 


1012 


29.55 


1305 


29.86 


1021 


29.54 


1314 


29.85 


1030 


29.53 


•1324 


29.84 


1039 


29.52 


1333 


29.83 


1049 


29.51 


1342 


29.82 


1058 


29.50 


1352 


29.81 


1067 


29.49 


1361 


29.80 


1076 


29.48 


1370 


29.79 


1085 


29.47 


1379 


29.78 


1094 


29.46 


1389 


29.77 


1103 


29.45 


1398 


29.76 


1113 


29.44 


140!* 


29.76 


1122 


29.43 


1417 


29.74 


1132 


29.42 


1426 


29.73 


1141 


29.41 


1435 


29.72 


1150 


29.40 


1445 


29 71 


1159 


29.39 


1454 


29.70 


1169 


29.38 


1464 


29.69 


1177 


29.37 


147.i 


29.68 


1186 


29.36 


1482 


29.67 


1195 


29.35 


1491 
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Barometer 

Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


29.34 


1500 


29.02 


1799 


29.33 


1509 


29.01 


1809 


29 32 


1519 


29.00 


1818 


29.31 


1528 


%8.99 


1827 


29.30 


1537 


28.98 


1837 


29.29 


1546 


28.97 


1846 


29.28 


1556 


28.96 


1856 


29.27 


1566 


28.95 


1866 


29.26 


1574 


28.94 


1875 


29.25 


1583 


28.93 


1884 


29.24 


1593 


28.92 


1894 


29.23 


1603 


28.91 


1903 


29.22 


1612 


28.90 


1913 


29.21 


1621 


28.89 


1922 


29.20 


1630 


28.88 


1931 


29.19 


1639 


28.87 


1941 


29.18 


1649 


28.86 


1950 


29.17 


1658 


28.85 


1960 


29.16 


1668 


28.84 


1969 


29.15 


1677 


28.83 


1979 


29.14 


1687 


28.82 


1988 


29,13 


1696 


28.81 


1998 


29.12 


1706 


28.80 


2007 


29.11 


1715 


28.79 


2016 


29.10 


1725 


28.78 


2026 


29.09 


1734 


28.77 


2035 


29.08 


1743 


28.76 


2044 


29.07 


1752 


28.75 


2054 


29.06 


1762 


28.74 


2063 


29.05 


■ 1771 


28.73 


2073 


29.04 


1781 


28.72 


2082 


29.03 


1790 


28.71 


2091 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


28.70 


2101 


28.38 


2407 


28.69 


2111 


28.37 


2416 


28 68 


2120 


28.36 


2426 


28.67 


2129 • 


28.35 


2485 


28.66 


2139 


28.34 


2445 


28.fi5 


2148 


28.33 


2455 


28.64 


•2158 


28.32 


2464 


28.6JJ 


2168 


28.31 


2474 


28.62 


2177 


28.30 


2483 


28.61 


2186 


28.29 


2493 


28.60 


2196 


28.28 


2503 


28.59 


2205 


28.27 


2512 


28.58 


2215 


28.26 


2523 


28.57 


2224 


28.25 


2531 


28.56 


2234 


28.24 


2541 


28.55 


2243 


28 23 


2551 


28.54 


2253 


28.22 


2561 


28.53 


2263 


28.21 


2570 


28.52 


2272 


28.20 


2580 


28.51 


2282 


28.19 


2590 


28.50 


2291 


28.18 


2600 


28.49 


2301 


28.17 


2609 


28.48 


2310 


28.16 


2619 


28.47 


2320 


28.15 


2028 


28.46 


2829 


28.14 


2638 


28.45 


2339 


28.13 


2648 


28.44 


2349 


28.12 


2658 


28.43 


2H58 


28.11 


2667 


28.42 


2368 


28.10 


2677 


28.41 


2378 


28.09 


2687 


28.40 


2387 


28.08 


2696 


28.39 


2397 


28.07 


2706 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


28.0« 


2715 


27.74 


3029 


28.06 


2726 


27.73 


3039 


28.04 


2735 


27.72 


3048 


28.03 


2745 


27.71 


8058 


28.02 


2755 


27.70 


3068 


28.01 


2765 


27.69 


8078 


28.00 


2774 


27.68 


8087 


27.99 


2784 


27 67 


8097 


27.98 


2794 


27.66 


3107 


27.97 


2804 


27.65 


3117 


27.96 


2813 


27.64 


8126 


27.95 


2823 


27.63 


3136 


27.94 


2833 


27,62 


3146 


27.93 


2843 


27.61 


3156 


27.92 


2853 


27.60 


8166 


27.91 


2803 


27.59 


8176 


27.90 


2873 


27.58 


8186 


27 89 


2882 


27.57 


8196 


27.88 


2892 


27.56 


3206 


27.87 


2901 


27.55 


3216 


27.86 


2911 


27.54 


8225 


27 86 


2921 


27.63 


3235 


27.84 


2930 


27.52 


8245 


27.88 


2940 


27.51 


8255 


27.82 


2950 


27.50 


8265 


27.81 


2960 


27 49 


8275 


27.80 


2969 


27.48 


3285 


27.79 


2979 


27.47 


8295 


27.78 


2989 


27.46 


8805 


27.77 


2999 


- 27.45 


8315 


27.76 


3009 


27.44 


8325 


27.75 


3019 


27.48 


8336 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


27.42 


3345 


27.10 


3665 


27.41 


3355 


27.09 


3675 . 


27.40 


3365 


27.08 


8685 


27.89 


3375 


27.07 


8695 


27.38 


3384 


27.06 


8705 


27.87 


3394 


27.06 


3715 


27.86 


3404 


27.04 


3725 


27.35 


3414 


27.03 


8735 


27.34 


3424 


27.02 


3745 


27.38 


3434 


27.01 


8755 


27.32 


3444 


27.00 


8765 


27.31 


3454 


26.99 


8775 


27.80 


3464 


26.98 


8785 


27.29 


3474 


26.97 


3795 


27.28 


8484 


26.96 


8806 


27.27 


8494 


26.95 


8816 


27.26 


3504 


26.94 


8826 


27.25 


3514 


26.93 


8886 


27.24 


3524 


26.92 


8846 


27.23 


3584 


26.91 


8856 


27.22 


3544 


26.90 


3866 


27.21 


8554 


26.89 


3876 


27.20 


3564 


26.88 


8886 


27.19 


8574 


26.87 


8897 


27.18 


8584 


26.86 


. 8907 


27.17 


8594 


26.85 


8917 


27.16 


8604 


26.84 


8927 


27.15 


8614 


26.83 


8988 


27.14 


8624 


26.82 


8948 


27.13 


3684 


26.81 


8968 


27.12 


3644 


26.80 


8968 


27 11 


3654 


26.79 


8978 



d by Google 



J 



Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


26.78 


3988 


26.46 


4315 


26.77 


8999 


26.45 


4326 


26.76 


4009 


26.44 


4336 


26.75 


4019 


26.43 


4347 


26.74 


4030 


26.42 


4357 


26.73 


4040 


26.41 


4368 


26.72 


4050 


26.40 


4378 


26.71 


4060 


26.39 


4388 


26.70 


4070 


26.38 


4399 


26.69 


4081 


26.37 


4409 


26.68 


4091 


26.36 


4419 


26.67 


4101 


26.35 


4430 


26.66 


4111 


26.34 


4440 


26.65 


4122 


26.33 


4450 


26.64 


4132 


26.32 


4461 


26.63 


4U2 


26.31 


4472 


26.62 


4152 


26.30 


4482 


26 61 


4163 


26.29 


4492 


26.60 


4173 


26.28 


4502 


26.69 


4183 


26.27 


4513 


26.58 


4193 


26.26 


4523 


26.57 


4203 


26.25 


4533 


26.56 


4213 


26.24 


4544 


26«.55 


4223 


26.23 


4554 


26.54 


' 4233 


26.22 


4565 


26.63 


4244 


26.21 


4575 


26.52 


4254 


26.20 


4586 


26.51 


4264 


26.19 


4596 


26.50 


4274 


26.18 


4606 


26.49 


4284 


26.17 


4617 


26.48 


4294 


26.16 


4627 


26.47 


4304 


26.15 


4638 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


26.14 


4648 


25.82 


4988 


26.18 


4658 


25.81 


4994 


26.12 


4669 


25.80 


6004 


26.11 


4679 


25.79 


6014 


26.10 


4690 


25.78 


5025 


26.09 


4700 


25.77 


6036 


26 08 


4711 


25.76 


6046 


26.07 


4721 


25.75 


5057 


26.06 


4731 


25.74 


5067 


26.05 


4742 


25.73 


5078 


26.04 


475 i 


25.72 


5088 


26.03 


4763 


25.71 


6099 


26.02 


4773 


25.70 


6110 


26.01 


4784 


25.69 


6121 


26.00 


4794 


25.68 


5132 


25.99 


4805 


25.67 


5142 


25.98 


4815 


25.66 


5158 


25.97 


4826 


25.65 


5164 


25.96 


4836 


25.64 


6174 


25.95 


4847 


25.63 


5186 


25.94 


4857 


25.62 


5196 


26.93 


4868 


25.61 


5206 


25.92 


4878 


25.60 


6216 


25.91 


4889 


25.59 


5227 


25.90 


4899 


25.58 


5237 


•25.89 


4910 


25.57 


6248 


25.88 


4920 


25.56 


5259 


25.87 


4931 


25.56 


5270 


25.86 


4941 


25.64 


6281 


25.85 


4^52 


25.53 


5291 


25.84 


4962 


25.62 


6302 


25.83 


4973 


26.61 


5312 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


25.50 


5323 


25.18 


6668 


25.49 


5383 


25.17 


5679 


26.48 


5344 


25.16 


5689 


25.47 


6355 


25.15 


5700 


25.46 


5365 


25.14 


5711 


25.45 


5376 


25.13 


6722 


25.44 


6387 


25.12 


6733 


25.43 


6397 


25.11 


6744 


25.42 


6408 


25.10 


6754 


25.41 


5419 


25.09 


6765 


25.40 


5429 


25.08 


5776 


25.39 


5440 


25.07 


5787 


25.38 


5451 


25.06 


5798 


25.37 


6462 


25 06 


5809 


25.36 


6473 


25.04 


5820 


25.35 


6483 


25.03 


6831 


25.34 


6494 


25.02 


5842 


25.33 


5505 


25.01 


5853 


25.32 


5516 


25.00 


5863 


26.31 


5527 


24.99 


6874 


25.30 


5537 


24.98 


5885 


25.29 


6548 


24 97 


5896 


25.28 


6559 


24.96 


5907 


25.27 


5570 


24.95 


5918 


25.26 


6681 


24.94 


6929 


25.25 


5592 


24.93 


5940 


25.24 


5602 


24.92 


5950 


25.23 


5613 


24.91 


5962 


25.22 


6624 


24.90 


5972 


25.21 


5635 


24.89 


6983 


25.20 


5646 


24.88 , 


6994 


25.19 


5657 


24.87 


6005 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


24.86 


6016 


24.54 


6368 


24.85 


6027 


24.53 


6379 


24.84 


6038 


24.52 


6390 


24.83 


6049 


24.51 


6401 


24.82 


6060 


24.50 


6412 


24.81 


6071 


24.49 


6424 


24.80 


6082 


24.48 


6435 


24.79 


6093 


24.47 


6446 


24.78 


6104 


24.46 


6458 


24.77 


6115 


24.45 


6469 


24.76 


6126 


24.44 


6480 


24.75 


6137 


24.43 


6491 


24.74 


6148 


24.42 


6503 


24.73 


6159 


24.41 


6514 


24.72 


6170 


24.40 


6525 


24.71 


6181 


24.89 


6536 


24.70 


6192 


24.88 


6547 


24.69 


6203 


24.87 


6559 


24.68 


6214 


24.36 


6570 


24.67 


6225 


24.35 


6581 


24.66 


6236 


24.34 


6592 


24.65 


6247 


24.83 


6603 


24.64 


6258 


24.82 


6615 


24 63 


6269 


24.81 


6626 


24.62 


6280 


24.30 


6637 


24.61 


6291 


24.29 


6648 


24.60 


6302 


24.28 


6659 


24.59 


6318 


24.27 


6671 


24.58 


6324 


24.26 


6682 


24.57 


6335 


24.25 


6693 


24.56 


6346 


24.24 


6705 


24.55 


6357 


24.23 


6716 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet 


Inches. 


Feet. 


24.^2 


6727 


23.90 


7090 


24.21 


6738 


23.89 


7101 


24.20 


6750 


28.88 


7113 


24.19 


6761 


23.87 


7124 


24.18 


6772 


23.86 


7136 


24.17 


6783 


23.85 


7146 


24.16 


6795 


28.84 


7157 


24.15 


6806 


28.88 


7168 


24.14 


6817 


23.82 


7180 


24.13 


6828 


22.81 


7191 


24.12 


6840 


23.80 


7203 


24.11 


6851 


23.79 


7214 


24.10 


6862 


23.78 


7226 


24.09 


6873 


23.77 


7287 


24.08 


6885 


23.76 


7249 


24.07 


6896 


23.75 


7261 


24.06 


6907 


23.74 


7272 


24.05 


6919 


23.73 


7283 


24.04 


6930 


28.72 


7294 


24.03 


6941 


23.71 


7305 


24.02 


6953 


23.70 


7316 


24.01 


6964 


23.69 


7327 


24.00 


6976 


23.68 


7339 


23.99 


6987 


23.67 


7350 


23.98 


6999 


28.66 


7362 


23.97 


7010 


23.65 


7374 


23.96 


7022 


23.64 


7386 


23.95 


7033 


23.63 


7398 


23.94 


7045 


23.62 


7409 


23.93 


7056 


23.61 


7421 


23.92 


7068 


23.60 


7433 


23.91 


7079 


23.59 


7445 
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Barometer 
Readings. 


i Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


23.58 


7456 


28.26 


7829 


38.57 


7468 


23.25 


7841 


23.56 


7480 


23 24 


7853 


23,55 


7492 


23.23 


7865 


23.54 


7503 


23.22 


7876 


23.53 


7515 


23.21 


7888 


23.52 


7527 


23.20 


7900 


23.51 


7539 


23.19 


7912 


23.50 


7550 


23.18 


7923 


23*49 


7562 


23.17 


7935 


23.48 


7574 


23.16 


7946 


23,47 


7585 


23.15 


7958 


23.46 


7597 


23.14 


7969 


23.45 


7609 


23.13 


7981 


23.44 


7621 


23.12 


79112 


23.43 


7633 


23.11 


8004 


^3.42 


7644 


23.10 


8015 


23.41 


• 7656 


23.09 


8027 


23.40 


7667 


23.08 


8039 


23.39 


7679 


23.07 


8051 


23.38 


7690 


23.06 


8063 


28.37 


7702 


23.05 


8075 


23.36 


7713 


23.04 


8086 


23.35 


7725 


23.03 


8098 


23.34 


7736 


23.02 


8110 


23.33 


7748 


23.01 


8122 


23.32 


7759 


23.00 


8134 


23.31 


! 7771 


22.99 


8146 


23.30 


; 7782 


22.98 


8168 


23.29 


7893 


22.97 


8170 


23,28 


■ 7805 


22.96 


8182 


23,27 


7817 


22.95 


8194 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet 


Inches. 


Peet. 


22.94 


8206 


22.62 


8591 


22.93 


8218 


22.61 


8608 


22.92 


8230 


22.60 


8616 


22.91 


8242 


22.59 


8627 


22.90 


8254 


22.58 


8638 


22.89 


8266 


22.57 


8650 


22.88 


8278 


22.56 


8661 


22.87 


8290 


22.55 


8678 


22.86 


8302 


22.54 


8686 


22.85 


8314 


22.53 


8697 


22.84 


8326 


22.52 


8709 


22.83 


8338 


22.51 


8721 


22.82 


8350 


22.50 


8738 


22.81 


8362 


22.49 


8746 


22.80 


8374 


22.48 


8757 


22.79 


8386 


22.47 


8769 


22.78 


8398 


22.46 


8781 


22.77 


8410 


22.45 


t798 


22.76 


8422 


22.44 


8806 


22.75 


8434 


22.43 


8818 


22.74 


8446 


22.42 


8830 


22.73 


8458 


22.41 


8842 


22.72 


8470 


22.40 


8855 


22.71 


8482 


22.39 


8867 


22.70 


8495 


22.38 


8879 


22.69 


8507 


22.37 


8891 


22.68 


8519 


22.36 


8904 


22.67 


8531 


22.35 


8916 


22.66 


8543 


22.34 


8928 


22.65 


8555 


22.33 


8941 


22.64 


8567 


22 82 


8958 


22.63 


8579 


22.31 


8966 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet 


Inches. 


Feet 


22.30 


8977 


21.98 


9372 


22.29 


8990 


21.97 


9884 


22.28 


9002 


21.96 


9397 


22.27 


9014 


21.95 


9410 


22.26 


9026 


21.94 


9422 


22.25 


9039 


21.83 


9435 


22.24 


9051 


21.92 


9447 


22.23 


9063 


21.91 


9460 


22.22 


9075 


21.90 


9472 


22.21 


9088 


21.89 


9485 


22 20 


9100 


21.88 


9497 


22.19 


9113 


21.87 


9510 


22.18 


9125 


21.86 


9522 


22.17 


9138 


21.85 


9535 


22.16 


9150 


21.84 


9547 


22.15 


9162 


21.83 


9560 


22.14 


9174 


21.82 


9572 


22.13 


9187 


21.81 


9585 


22.12 


9199 


21.80 


9597 


22.11 


9212 


21.79 


9610 


22.10 


9224 


21.78 


9622 


22.09 


9236 


21.77 


9635 


22.08 


9249 


21.76 


9647 


22.07 


9263 


21.75 


9660 


22.06 


9274 


21.74 


9672 


22.05 


9286 


21.73 


9685 


22.04 


9298 


21.72 


9697 


22.03 


9311 


21.71 


9710 


22.02 


9323 


21.70 


9722 


22.01 


9336 


21.69 


9735 


22.00 


9348 


21.68 


9747 


21.99 


9360 


21.67 


9760 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


21.66 


9772 


21.34 


10176 


21.65 


9785 


21.33 


10189 


21.64 


9797 


21.32 


10202 


21.63 


9810 


21.31 


10214 


21.62 


9822 


21.30 


10228 


21.61 


9835 


21.29 


10241 


21.60 


9848 


21.28 


10258 


21.69 


9861 


21.27 


10266 


21.58 


9878 


21.26 


10278 


21.57 


9886 


21.25 


10291 


21.56 


9898 


21.24 


10304 


21.55 


9111 


21.23 


10317 


21.54 


9923 


21.22 


10330 


21.53 


9936 


21.21 


10343 


21.52 


9949 


21.20 


10355 


21.51 


9962 


21.19 


10368 


21.50 


9974 


21.18 


10381 


21.49 


9987 


21.17 


10394 


21.48 


9999 


21.16 


10407 


21.47 


10012 


21.16 


10420 


21.46 


10025 


21.14 


10432 


21.45 


10038 


21.13 


10445 


31.44 


10050 


21.12 


10458 


21.43 


10063 


21.11 


10471 


21.42 


10075 


21.10 


10484 


21.41 


10088 


21.09 


10497 


21.40 


10101 


21 .08 


10509 


21.39 


10114 


21.07 


10622 


21.38 


10126 


21.06 


10535 


21.37 


10139 


21.05 


10548 


21.36 


10151 


21.04 


10561 


21.35 


10164 


21.03 


10574 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings.- 


Heights. 


Inches. 


Feet. 


Inches. 


Feet. 


21.03 


10587 


20.70 


11006 


21.01 


10600 


20.69 


11019 


21.00 


10613 


20.68 


11032 


20.09 


10627 


20.67 


11045 


20.98 


10640 


20.66 


11058 


20.97 


10654 


20.65 


11071 


20.96 


10667 


20.64 


11084 


20.95 


10681 


20.63 


11097 


20.94 


10694 


20.62 


11110 


20.93 


10707 


20.61 


11123 


20.92 


10720 


20.60 


11136 


20.91 


10733 


20.59 


11149 


20.90 


10746 


20.58 


11163 


20.89 


10759 


20.57 


11176 


20.88 


10772 


20.56 


11190 


20.87 


10785 


20.65 


11204 


20.86 


10798 


20.54 


11217 


20.85 


10811 


20.53 


11230 


20.84 


10824 


20.52 


11243 


20.83 


10837 


20.51 


11257 


20.82 


10850 


20.50 


11270 


20.81 


10863 


20.49 


11284 


20.80 


10876 


20.48 


11297 


20.79 


10889 


20.47 


11311 


20.78 


10902 


20.46 


11824 


20.77 


10915 


20.45 


11338 


20.76 


10928 


20.44 


11851 


20.75 


10941 


20.43 


11364 


20.74 . 


10954 


20.42 


11377 


20.73 


10967 


20.41 


11391 


20.72 


10980 


20.40 


11404 


20.71 


10993 


20.39 


11418 
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Barometer 
Readings. 


Heights. 


Barometer 
Readings. 


Heights. 


Inches. 


Feet 


Inches. 


Feet. 


20.38 


11431 


20.18 


11700 


20.37 


11444 


20.17 


11714 


20.86 


11457 


20.16 


11727 


20.35 


11470 


20.15 


11741 


20.34 


11483 


20.14 


11754 


20.33 


11496 


20.13 


11768 


20.32 


11509 


20.12 


11781 


20.31 


11523 


20.11 


11795 


20.30 


11536 


20.10 


11808 


20.29 


11550 


20.00 


11821 


20.28 


11563 


20.08 


11835 


20.27 


11577 


20.07 


11859 


20.26 


11591 


20.06 


11863 


20.25 


11605 


20.05 


11877 


20.24 


11618 


20.04 


11891 


20.23 


11682 


20.03 


11906 


20.22 


11645 


20.02 


11918 


20.21 


11659 


20.01 


11933 


20.20 


11673 


20.00 


11945 


20.19 


11687 
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The following table is to be used when ap- 
plying the formula of the 3d method (page 61). 
The formula is 

D = 60000 (log. B-log. b) (l + ^+g^^^ ) 

Rule. — ^Find in the table the logarithms of 
the barometer readings to hundredths of an 
inch. Subtract these logarithms and multiply 
the remainder by 60000. The product is the 
approximate difference in altitude between the 
two stations. To apply the corrections for 
temperature, add the temperatures of the two 
stations and subtract 60°. Increase the above 
approximate value by 9^0 of itself for each 
degree of excess above 60°. If the sum of 
the temperatures is les8 than 60° diminish the 
value by a like amount. 

The table may also be used to apply Guyot's 
formula (page 44), or Prof. Airy*s (page 51). 
But probably the first table (page 72) and its 
formula will give the most satisfactory results. 
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Logarithmic Table. 



Bari. 


Log. 


Bar. 


Log. 


Height. 




Height. 




2200 


3.34242 


2231 


8.84850 


01 


.34262 


32 


.34869 


02 


.34282 


33 


.34889 


03 


.34301 


34 


.34908 


04 


.34821 


35 


.84928 


05 


.34341 


86 


.34947 


06 


.34361 


87 


.34967 


07 


.34380 


38 


.34986 


08 


.34400 


89 


.35005 


09 


.34420 


40 


.26025 


10 


.34439 


41 


.35044 


11 


.34469 


42 


.35064 


12 


.34479 


43 


.35083 


13 


.84498 


44 


.85102 


14 


.84518 


45 


.35122 


15 


.34537 


46 


.35141 


16 


.34557 


47 


.35160 


17 


.34677 


48 


.35180 


18 


.34596 


49 


.35199 


19 


.34616 


50 


.35218 


20 


.84635 


51 


.85288 


21 


.34655 


52 


.35257 


22 


.34674 


53 


.85276 


23 


.34694 


54 


.85295 


24 


.84713 


55 


.35315 


25 


.34733 


56 


.35334 


26 


.34763 


57 


.85363 


27 


.34772 


68 


.35372 


28 


.34792 


59 


.35392 


29 


.84811 


60 


.35411 


30 


.34830 


61 


.35480 
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Bar. 


Log. 


Bar. 


Log. 


Height. 




Height. 




2262 


8.35449 


2295 


3.36078 


63 


.35468 


96 


.36097 


64 


.35488 


97 


.36116 


65 


.35507 


98 


.36135 


66 


.35526 


99 


.36154 


67 


.35545 


2300 


.86173 


68 


.35564 


01 


.36192 


69 


.35583 


02 


.36211 


70 


.35603 


03 


.36229 


71 


.35622 


04 


.36248 


72 


.35641 


05 


.36267 


73 


.35660 


06 


.36286 


74 


.35679 


07 


.36305 


75 


.35698 


08 


.36324 


76 


.35717 


09 


.36342 


77 


.35786 


10 


.36361 


78 


.36755 


11 


.36380 


79 


.35774 


12 


.86399 


80 


.35798 


13 


.b6418 


81 


.35813 


14 


.36436 


82 


.35832 


15 


.36455 


83 


.35851 


16 


.86474 


84 


.35870 


17 


.86493 


85 


.35889 


18 


.36511 


86 


.85908 


19 


.36580 


87 


.35927 


20 


.86549 


88 


.35946 


21 


.36568 


89 


.35965 


22 


.36586 


90 


.35984 


23 


.36605 


91 


.36003 


24 


.36624 


92 


.86021 


25 


.36642 


93 


.36040 


26 


.86661 


94 


.36069 


27 


.36680 
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Bar. 


Log. 


Bar. 


Log. 


Height. 




Height. 




2328 


3.36698 


2361 


3.87310 


29 


.36717 


62 


.37328 


30 


.36736 


63 


.87846 


81 


.36754 


64 


.87365 


32 


.36773 


65 


.37383 


33 


.86791 


66 


.87401 


34 


.36810 


67 


.87420 


35 


.36829 


68 


.37438 


36 


.36847 


69 


.37457 


37 


.86866 


70 


.87475 


88 


.36884 


71 


.87493 


39 


.36908 


72- 


.37511 


40 


.36922 


73 


.37530 


41 


.36940 


74 


.87548 


42 


.36959 


75 


.87566 


43 


.86977 


76 


.37585 


44 


.86996 


■ 77 


.87608 


45 


.37014 


78 


.87621 


46 


.37033 


79 


.37639 


47 


.37051 


80 


.37658 


48 


.87070 


81 


.37676 


49 


.37088 


82 


.87694 


50 


.37107 


88 


.87712 


51 


.87125 


84 


.37781 


52 


.87144 


85 


.37749 


53 


.37162 


86 


.87767 


54 


.37181 


87 


.87785 


55 


.37199 


88 


.37803 


56 


.37218 


89 


.87822 


57 


.37236 


90 


.87840 


58 


.37254 


91 


.37858 


59 


.37273 


92 


.37876 


60 


.37291 


93 


.87894 
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94 



Bar. 


Log. 


Bar. 


Log. 


Height. 




Height. 




2394 


3.37912 


2427 


3.88507 


95 


.37931 


28 


.88525 


96 


.37949 


29 


.88548 


97 


.37967 


30 


.38561 


98 


.37985 


81 


.38579 


99 


.38003 


32 


.38596 


2400 


.38021 


33 


.88614 


01 


.38039 


84 


.88632 


02 


.38057 


35 


.38650 


03 


.38075 


36 


.88668 


04 


.38093 


87 


.38686 


05 


.38112 


88 


.38703 


06 


.38130 


89 


.38721 


07 


.88148 


40 


.88739 


08 


.38166 


41 


.88757 


09 


.38184 


42 


.88775 


10 


.38202 


43 


.88792 


11 


.38220 


44 


.38810 


12 


.38288 


45 


.38828 


13 


.38256 


46 


.88846 


14 


.38274 


47 


.88863 


15 


.38292 


48 


.38881 


16 


.38310 


49 


.38899 


17 


.38328 


50 


.38917 


18 


.38346 


51 


.38934 


19 


.38364 


52 


.38952 


20 


.38382 


58 


.88970 


21 


.38399 


54 


.38987 


22 


.38417 


55 


•39005 


23 


.384S5 


56 


.39023 


24 


.38458 


57 


.39041 


25 


.38471 


58 


.39058 


26 


.38489 


59 


.89076 
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95 



Bar. 


Log. 


Bar. 


Log. 


Height. 




Height. 




2460 


8.89094 


2493 


8.39672 


61 


.89111 


94 


.89690 


62 


.39129 


95 


.89707 


• 68 


.89146 


96 


.39724 


«4 


.89164 


97 


.89742 


65 


.89182 


98 


.89759 


66 


.89199 


99 


.89777 


07 


.89217 


2500 


.89794 


68 


.89236 


01 


.39811 


69 


.39252 


02 


.39829 


70 


.89270 


03 


.89846 


71 


.89287 


04 


.89863 


72 


.89306 


05 


.89881 


73 


.89322 


06 


.39898 


74 


.89340 


07 


.89916 


75 


.89358 


08 


.39938 


76 


.89375 


09 


.89950 


77 


.89398 


10 


.89967 


78 


.39410 


11 


.89986 


79 


.39428 


12 


.40002 


80 


.89445 


13 


.40019 


81 


.39463 


14 


.40037 


82 


.89480 


15 


. .40054 


88 


.89498 


16 


.40071 


84 


.89515 


17 


.40088 


85 


.89533 


18 


.40106 


86 


.39550 


19 


.40128 


87 


. .89568 


20 


.40140 


88 


.39585 


21 


.40157 


89 


.89602 


22 


.40175 


90 


.89620 


28 


.40192 


91 


.89637 


24 


.40209 


92 


.89665 


25 


.40226 
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Bar. 


Log. 


Bar. 


Log. 


Height 




Height. 




2526 


8.40243 


2559 


3.40807 


27 


.40261 


60 


.40824 


28 


.40278 


61 


.40841 


29 


.40295 


62 


.40858 


80 


.40312 


63 


.40875 


81 


.40329 


64 


.40892 


82 


.40346 


65 


.40909 


88 


.40364 


66 


.40926 


84 


.40381 


67 


.40948 


85 


.40398 


68 


.40960 


86 


.40415 


69 


.40976 


87 


.40432 


70 


.40998 


88 


.40449 


71 


.41010 


89 


.40466 


72 


.41027 


40 


.40483 


73 


.41044^ 


41 


.40500 


74 


.41061 


42 


.40518 


75 


.41078 


48 


.40535 


76 


.41095 


44 


.40552 


77 


.41111 


45 


.40569 


78 


.41128 


46 


.40586 


79 


.41145 


47 


.40603 


80 


.41162 


48 


.40620 


81 


.41179 


49 


.40637 


82 


.41196 


50 


.40654 


88 


.41212 


51 


.40671 


84 


.41229 


52 


.40688 


85 


.41246 


58 


.40705 


86 


.41268 


54 


.40722 


87 


.41280 


55 


.40739 


88 


.41296 


56 


.40756 


89 


.41818 


57 


.40773 


90 


.41830 


58 


.40790 


91 


.41347 
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Bar. 


Log. 


Bar. 


ItOg. 


Height. 




Height. 




2592 


8.41864 


2625 


8.41913 


93 


.41380 


26 


.41929 


94 


.41397 


27 


.41946 


95 


.41414 


28 


.41968 


96 


.41480 


29 


.41979 


97 


.41447 


80 


.41996 


98 


.41464 


31 


.42012 


99 


.41481 


32 


.42029 


2600 


.41497 


33 


.42045 


01 


.41514 


«4 


.42062 


02 


.41581 


36 


.42078 


08 


.41547 


36 


.42095 


04 


.41564 


87 


.42111 


05 


.41581 


88 


.42127 


06 


.41597 


39 


.42144 


07 


.41614 


40 


.42160 


08 


.41631 


41 


.42177 


09 


.41647 


42 


.42198 


10 


.41664 


48 


.^210 


11 


.41681 


44 


.42226 


. 12 


.41697 


45 


.42248 


13 


.41713 


46 


.42259 


14 


.41731 


47 


.42275 


15 


.41747 


48 


.42292 


16 


.41764 


49 


.43308 


17 


.41781 


50 


.42325 


18 


.41797 


51 


.42341 


19 


.41814 


52 


.42357 


20 


.41831 


58 


.42874 


21 


.41847 


54 


.42890 


22 


.41868 


55 


.42406 


28 


.41880 


56 


.42428 


24 


.41896 


57 

1 


.42439 
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Bar. 


Log. 


Bar. 


Log. 


Height. 




Height 




2658 


3.42455 


2691 


8.42991 


59 


.42472 


92 


.43008 


60 


.42488 


93 


.43024 


61 


.42504 


94 


.48040 


62 


.42521 


95 


.48056 


63 


.42537 


96 


.43072 


64 


.^553 


97 


.43088 


65 


.42570 


98 


.48104 


66 


.42586 


99 


.48120 


67 


.4260^ 


2700 


.43136 


68 


.42619 


01 


.43152 


69 


.42635 


02 


.43169 


70 


.42651 


03 


.48185 


71 


.42667 


04 


.43201 


72 


.42684 


05 


.43217 


73 


.42700 


06 


.48233 


74 


.42716 


07 


.43249 


75 


.42732 


08 


.43265 


76 


.42749 


09 


.43281 


77 


.42765 


10 


.43297 


78 


.42781 


11 


.43313 


79 


.42797 


12 


.43329 


80 


.42818 


13 


.43345 


81 


.42830 


14 


.43361 


82 


.42846 


15 


.48877 


83 


.42862 


16 


.43393 


84 


.42878 


17 


.43409 


85 


.42894 


18 


.43425 


86 


.42911 


19 


.43441 


87 


.42927 


20 


.43467 


88 


.42948 


21 


.48473 


89 


.42959 


22 


.43489 


90 


.42975 


23 


.48505 
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99 



Bar. 


Log. 


Bar. 


Log. 


Height. 




Height. 




2724 


3.43521 


2757 


8.44044 


25 


.48587 


58 


.44059 


26 


.43553 


59 


.44075 


27 


.48569 


60 


.44091 


28 


.43584 


61 


.44107 


29 


.43600 


62 


.4il22 


30 


.48616 


63 


.44188 


81 


.43632 


64 


.44154 


82 


.43648 


65 


.44170 


83 


.48664 


66 


.44185 


34 


.48680 


67 


.44201 


35 


.43696 


68 


.44217 


86 


.43712 


69 


.44232 


87 


.43727 


70 


.44248 


38 


.43743 


71 


.44264 


39 


.43759 


72 


.44279 


40 


.43775 


73 


.44295 


41 


.43791 


74 


.44311 


42 


.48807 


75 


.44326 


43 


.43823 


76 


.44342 


44 


.43838 


77 


.44358 


45 


.48854 


78 


.44373 


46 


.43870 


79 


.44389 


47 


.43886 


80 


.44404 


48 


.43902 


81 


.44420 


49 


.48917 


82 


.44436 


50 


.43983 


83 


.44451 


51 


.43949 


84 


.44467 


52 


.43965 


85 


.44483 


53 


,43981 


86 


.44498 


54 


.43996 


87 


.44514 


55 


.44012 


88 


.44529 


56 


.44028 


89 


.44545 
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Bar. 


Log. 


Bar. 


Log. 


Height. 




Height. 




2790 


3.44560 


2828 


3.45071 


91 


.44576 


24 


.45086 


92 


.44592 


25 


.45102 


93 


.44607 


26 


.45117 


. »4 


.44623 


27 


.45188 


' 95 


.44638 


28 


.45148 


96 


.44654 


. 29 


.45163 


97 


.44669 


80 


.45179 


98 


.44685 


81 


.45194 


99 


.44700 


82 


.45209 


2800 


.44716 


88 


.45225 


01 


.44781 


84 


.45240 


02 


.44747 


85 


.45255 


03 


.44762 


86 


.45271 


04 


.44778 


87 


.45287 


05 


.44793 


88 


.45301 


06 


.44809 


89 


.45817 


07 


.44824 


40 • 


.45332 


08 


.44840 


41 


.45847 


09 


.44855 


42 


.45862 


10 


.44871 


48 


.45878 


11 


.44886 


44 


.45893 


12 


.44902 


45 


.45408 


18 


.44917 


46 


.45428 


14 


.44932 


47 


.45439 


15 


.44948 


48 


.45454 


16 


.44963 


49 


.45469 


17 


.44979 


50 


.45484 


18 


.44994 


51 


.45500 


19 


.45010 


62 


.45515 


20 


.45025 


53 


.45530 


21 


.45040 


64 


.45646 


22 


.45066 


65 


.45661 
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Bar. 


Log. 


Bar. 


Log. 


Height. 




Height. 




2856 


3.45676 


2889 


3.46075 


57 


.45591 


90 


.46090 


58 


.45606 


91 


.46105 


59 


.45621 


92 


.46120 


60 


.45637 


93 


.44135 


61 


.45652 


94 


.46150 


62 


.45667 


95 


.46166 


63 


.45682 


96 


.46180 


64 


.45698 


97 


.46195 


65 


.46712 


98 


.46210 


66 


.45728 


99 


.46225 


67 


.45743 


2900 


.46240 


• 68 


.45758 


01 


.46255 


69 


.45773 


02 


.46270 


70 


.45788 


03 


.46285 


71 


.46803 


04 


.46300 


73 


.45818 


05 


.46315 


73 


.45834 


06 


.46330 


74 


.45849 


07 


.46344 


75 


.46864 


08 


.46359 


76 


.45879 


09 


.46374 


77 


.45894 


10 


.46389 


78 


.45909 


.11 


.46404 


79 


.45924 


12 


.46419 


80 


.45939 


13 


.46434 


81 


.45954 


14 


.46449 


82 


.46969 


15 


.46464 


83 


.45984 


16 


.46479 


84 


.46000 


17 


.46494 


85 


.46015 


18 


.46509 


86 


.46030 


19 


.46523 


87 


.46045 


20 


.46538 


88 


.46060 


21 


.46553 
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Bar. 


Log. 


Bar. 


Log. 


Height 




Height. 




2923 


3.46568 


2955 


3.47056 


23 


.46583 


56 


.47070 


24 


.46598 


57 


.47085 


25 


.46613 


58 


.47100 


26 


.46627 


59 


.47114 


27 


.46642 


60 


.47129 


28 


.46657 


61 


.47144 


29 


.46672 


62 


.47159 


80 


.46687 


63 


.47176 


31 


.46702 


64 


.47188 


Si 


.46716 


65 


.47202 


33 


.46731 


66 


.47217 


34 


.4674^ 


67 


.47232 


36 


.46761 


68 


.47246 


36 


.46776 


69 


.47261 


37 


.46790 


70 


.47276 


88 


.46805 


71 


.47290 


89 


.46820 


72 


.47305 


40 


.46835 


73 


.47319 


41 


.46849 


74 


.47334 


42 


.46864 


75 


.47349 


43 


.46879 


76 


.47363 


44 


.46894 


77 


.47378 


45 


.46909 


78 


.47392 


46 


.46923 


79 


.47407 


47 


.46938 


80 


.47422 


48 


.46953 


81 


.47436 


49 


.46967 


82 


.47451 


50 


.46982 


83 


.47465 


51 


.46997 


84 


.47480 


52 


.47012 


85 


.47494 


53 


.47026 


86 


.47509 


54 


.47041 


87 


.47524 
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Bar. 


Log. 


i Bar. 


Log. 


Height. 




Height. 




2988 


3.47588 


8021 


8.48015 


89 


.47553 


22 


.48080 


90 


.47567 


28 


.48044 


91 


.47582 


24 


.48058 


92 


.47596 


25 


.48078 


98 


.47611 


26 


.48087 


94 


.47625 


27 


.48101 


95 


.47640 


28 


.48116 


96 


.47654 


29 


.48180 


97 


.47669 


80 


.48144 


98 


.47688 


81 


.48159 


99 


.47698 


82 


.48178 


8000 


.47712 


88 


.48187 


01 


.47727 


34 


.48202 


02 


.47741 


85 


.48216 


03 


.47755 


86 


.48230 


04 


.47770 


37 


.48244 


05 


.47784 


38 


.48259 


06 


.47799 


39 


.48278 


07 


.47818 


40 


.48287 


08 


.47828 


41 


.48302 


09 


.47842 


42 


.48316 


10 


.47857 


48 


.48380 


11 


.47871 


44 


.48344 


12 


.47886 


45 


.48359 


18 


.47900 


46 


.48378 


14 


.47914 


47 


.48387 


15 


.47929 


48 


.48402 


16 


.47948 


49 


.48416 


17 


.47958 


50 


.48430 


18 


.47972 


51 


.48444 


19 


.47986 


52 


.48458 


20 


.48001 


58 


.48473 
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Ear. 


Log. 


Bar. 


Log.^ 


Height. 




Height 


1; 


8054 


8.48487 


8078 


8.48827 


56 


.48601 


79 


.48841 


56 


.48515 


80 


.48855 


67 


.48530 


81 


.48869 


58 


.48544 


82 


.48883 


60 


.48568 


83 


.48897 


60 


.48572 


84 


.48911 


61 


.48686 


86 


.48926 


62 


.48601 


86 


.48940 


63 


.48615 


87 


.48964 


64 


.48629 


88 


.48968 


66 


.48643 


89 


.48982 


66 


.48057 


90 


.48996 


67 


.48071 


91 


.49010 


68 


.48686 


92 


.49024 


69 


.48700 


93 


.49088 


70 


.48714 


94 


.49052 


71 


.48728 


96 


.49066 


72 


.48742 


96 


.49080 


73 


.4b766 


97 


.49094 


74 


.48770 


98 


.49108 


75 


.48785 


99 


.49122 


76 


.48799 


8100 


.49186 


77 


.48813 
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In comparing the Aneroid with a Mercurial 
Barometer, correct the latter by the following 
table, subtracting the corrections. 

TABLE III. 

Reduction of Mercurial Column to 82* Fahr. 

Brass scale to barometer correct at 62* Fahr. 



Temp. 


30" 


26" 


20" 


82 


.009 


.008 


.006 


85 


.017 


.015 


.012 


40 


.081 


.026 


.021 


45 


.044 


.037 


.080 


50 


.058 


.048 


.038 


55 


.071 


.059 


.047 


60 


.084 


.070 


.056 


65 


.098 


.082 


.065 


70 


.111 


.093 


.074 


75 


.125 


.104 


.083 


80 


.188 


.115 


.092 


85 


.151 


.126 


.101 


90 


.164 


.187 


.110 


95 


.178 


.148 


.118 


100 


.191 


.159 


.127 
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TABLE IV. 

Latitude Correction for Heights of Barometer. 

Correction aMiU'oefor kUUudes beloto 46**; 
subtracti'Defrom 46 to 90°. 



Lat. 


Lat. 


80" 


20" 


o 


o 









90 


.080 


.068 


6 


85 


.079 


.052 


10 


80 


.076 


.050 


15 


75 


.069 


.046 


20 


70 


.061 


.041 


25 


65 


.051 


.034 


30 


60 


.040 


.027 


85 


55 


.027 


.018 


40 


60 


.014 


.009 


45 


45 


.000 


.000 
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loads, with practical applications and ex- 
amples, for the use of Students and En- 
giueers By Samuel H. Shreve, A. M., 
Civil Engineer. Second edition, 87 wood- 
cut illustrations. 8vo, cloth, . . . o 00 

KANSAS CITY BRIDGE. WITH AN ACCOUNT OF 

TUB Regimen of the Missouri River.— 
ujid a description of the Methods used for 
Founding in that River. By O. Chanute, 
Chief Engineer, and Qeorse Morison, As- . 
sistant Engineer. Illustrated with five 
Mthogri^hic views and twelve plates of 
plans. 4to, doth, ... 6 00 

2 
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CLARKE. Description of the Iron Railway 
Bridge Aoross tlie Mississippi River at 
Quinoy, Illinois. By Thomas Curtis Clarke, 
Chief engineer, with twenty-one litho- 
graphed Plans. 4to, cloth, . . $7 50 

ROEBUNG. Long and Short Span Railway 
Bridges. By John A. Roebling, C. E. 
With large oopi)erplate engravings of 
plans and views. Imperial folio, cloth, . 25 00 

DUBOIS. The New Method of Graphical 
Statics. By A. J. Dubois, C. E., Ph. D. 
60 illustrations. 8vo, cloth 2 00 

EDDY. New Constructions in Graphical 
Statics. By Prof. Henry B. Eddy, C. E. 
Ph. D. Illustrated by ten eograviuM in 
text, and nine folding plates. 8vo, cloth, 1 10 

BOW. A Treatise on Bracing— with its ap- 
plication to Bridges and other Structures 
of Wood or Iron. By Robert Henry Bow, 
C. E. 156 Illustrations on stone. 8vo, cloth, 1 50 

STONET. The Theory op Strains in Girders 
—and Similar Structures— with Observa- 
tions on the Application of Theory to 
Practice, and Tables of Strength and other 
Properties of Materials. By Bindon B. 
Stoney, B. A. New and Revised Edition, 
with numerous illustrations. Royal 8vo, 
664pp.,cloth, 12 50 

HSIRICL Skeleton Structures, especially in 
their Application to the building of Steel 
and Iron Bridges. By Olaus Henrloi. Svo, 
cloth, 1 50 

KING. Lessons and Practical Notes on 
Steam. The Steam Engine, Propellers, 
&c., &o., for Young Engineers. By the late 
W. R. King, U. B. N., revised by Chief- 
Engineer J. W. King, U. S. Navy. 19th 
ediuon. svo, cloth, . . . • 2 00 

3 
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I 

AUCHIIICLOSS. Application of the Slidb 
Valyb and link Motion to Stationaiy, 
Portable, Locomotive and Marine Engines. 
By William 8 Aucliincloss. Designed as 
a hand-book for Mechanical Engineers. 
With 87 wood-outs and 21 lithographic 
plates, with copper-plate engraving of the . 
Travel Scale. Sixth edition. 8vo,oloth» $8 00 

BURGH. Modern Marine Engineerimo, ap- 
plied to Paddle and Screw Propolsion. 
Consisting of 3A Ck)lored Plates, 269 Practi- 
cal Wood-cut Illustrations, and 408 pages of 
Descriptive Matter, the whole being an ex- 
position ol the present practice of the fol- 
lowmg firms: Messrs. J. Penil & Sons; 
Messrs. Maudslay, Sons dc Field; Messrs. 
James Watt & Co. ; Messrs. J. & G. Ren- 
nle. Messrs. R. Napier & Sons; Messrs J. 
A W. Dudgeon: Messrs. RavenhiU A 
Hodgson- Messrs Humphreys & Tenant; 
Mr J. T. Spencer, and Messrs. Forrester 
A Co. ByN P. Burgh. Engineer. One 
thick 4to vol., cloth, $26.00 ; half morocco, 30 00 

BACOM. A Treatise on the Rich ard*s Stb am- 
Enoine Indicator — with directions for 
its use. By Charles T. Porter. Revised, 
with notes and large additions as devel- 
oped by American Practice; with anAp 
pendlx containing useful formulae and 
rules for Engineers. By F. W. Bacon, M. 
E. Illustrated Second edition. l2mo. 
Cloth $1.00; morocco, . .150 

ISHERWOOD Enoineerino Precedents for 
Steam Machinery. By B. F. Isherwood, 
Chief Engineer, U. S. Navy With lllua- 
trations. Two vols, in one. 8vo, oloth, 2 SO 

STILLMAN. The Steam-Enqinb Indicator 
~and the Iiuproved Manometer Steam 
and Vacuum Ganges— their utility and ap- 
plication. ByPaulStUlman. New edition. 
12mo»oIoth, 100 
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MacCORD. A Practical Treatise on the 
Slide Valve, by Eccentrics— examining 
by methods tlie action of tlie Eccentrio 
upon tlie Slide Valve, and explaining the 
practical processes of layinsr out the move- 
ments, adapting the valve for its various 
duties in the steam-engine. By C. W. Mao 
Cord, A. M., Professor of Mechanical 
Drawing, Stevens* Institute of Technol- 
ogy, HoDoken, N. J. Illustrated. 4to, 
cloth $3 00 

PORTER. A Treatise on the Richards' 
Steam-Enoine Indicator, and the Devel- 
opment, and Application of Force in the 
Steam-Engine. By Charles T. Porter. 
Third edition, revised and enlarged. Il- 
lustrated. 8vo, cloth, . . .8-50 

Mcculloch a treatise on the m^^ani- 

CAL Theory of Heat, and its applica- 
tions to the Steam-Engine. By Prof. 
R. S. McCulloch, of the Washington and 
Lee University, Lexington, Va. 8vo, 
cloth, 3 50 

VAN BUREN. INVESTIGATIONS OP Formu- 
las— for the Strength of the Iron parts of 
Steam Machinery. By J. D. Van Buren, 
Jr.. C. E. Illustrated. 8vo, cloth, 2 00 

STUART. How TO Become a Successful En- 
gineer. Being Hints to Youths intending 
to adopt the Profession. Bv Bernard 
Stuart, Engineer Sixth edition l8mo. 
boards, ..... 50 

SHIELDS A Treatise on Engineering Con- 
struction. Embracing Discussions of 
the Principles involved, and Descriptions 
of the Material employed in Tunneling, 
Bridging, Canal and Road Building, etc. , 
etc. By J. £. Shields, C. £. 12mo. 
cloth, 1 00 

5 
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WEYRAUCH. Strength and Calculation op 
Dimensions of Iron and Steel CJon- 
structions. Translated from the German 
of J. J. Weyrauch,Ph. D., with four fold- 
Ing Plates. 12mo, cloth, . . . $1 00 

STUART. The Naval Dry Docks op the • 
United States. By Charles B. Stuart, 
Engineer in Chief, U. S.Navy. Twenty- 
four engravings on steeL Fourth edition. 
4to, cloth 6 00 

COLLINS. The Private Book of Useful Ai/- 
LOYS, and Memoranda for Goldsmiths, 
Jewellers, etc. By James E. Collins. 
18mo, flexible cloth, 50 

TUNNER. A Treatise on Eoll-Turning for 
THE Manufacture of Iron. By Peter Tun- 
ner Translated by John B. Pearse. 
With numerous wood-cuts, 8vo, and a 
folio Atlas of 10 lithographed plates of 
' Rolls, Measurements, &o. Cloth, . . 10 00 

GRUNER. The Manufacture of Steel. By 
M. L. Gruner. Translated from the 
French, by Lenox Smith, A.M., E.M. ; 
with an Appendix on the Bessemer Pro- 
cess in the United States, by the transla- 
tor. lUustratod by lithographed drawings 
and wood-cuts. 8vo, cloth, . . . . 3 60 

BARBA. The Use op Steel in Construction. 
Methods of Working, Applying, and Test- 
ing Plates and Bars. By J. Barba. Trans- 
lated from the French, with a Preface by 
A. L. Holley, P.B. Illustrated. 12mo, cloth, 1 50 

BELL. Chemical Phenomena of Iron 
Smelting. An Experimental and Practi- 
cal Examination of the Circumstances 
which Determine the Capaci^of the Blast 
Furnace, the Temperature of the Air, and 
the Proper Condition of the Materials to 
be operated upon. By I. Lowthian BelL 
y Svo, cloth, . . . . 6 00 

6 
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WARD. Steam FOR THE Million. A Popular 
Treatise on Steam and its Application to 
the Useful Arts, especially to Navlfiratioii. 
By J. H. Ward, Commander U. S. Navy. 
9yo, doth, . . . . $1 06 

CLARK. A Manual of Rules, Tables and 
Data for Mechanical Engineers. 
Based on the most recent investigations. 
By Dan. Kinnear Clark. Illustrated with 
numerous diagrams. 1012 pages. 8vo. 
Cloth, $7 50; half morocco, . . . .10 00 

JOYNSON. The Metals Used in Construc- 
tion : Iron, Steel, Bessemer Metals, etc. 
By F. H. Joynson. Illustrated. l2mo, 
cloth, 75 

DODD. Dictionary of Manufactures, Min- 
ing, Machinery, and the Industrial 
Arts. By George Dodd. l2mo, cloth, 1 50 

VOM COTTA. Treatise on Ore Deposits. By 
Bemhard Von Cotta, Freiburg, Saxony. 
Translated from the second German ed., 
by Frederick Prime, Jr., and revised by 
the author. With numerous illustrations. 
8vo, cloth, .... ... 4 00 

PLATTNER. Manual of Qualitative and 
Quantitative Analysis with the Blow- 
Pipe. Prom the last German edition. Re- 
vised and enlarged. By Prof. Th. Richter, 
o the Royal Saxon Mining Academy. 
Translated by Professor H. B. Cornwall. 
With eighty-seven wood-cuts and lithogra- 
phic plate. Third edition, revised. 668 pp. 
8vo, cloth, ........ 5 00 

PLYMPTOH. The Blow-Pepb : A Guide to its 
Use in the Determination of Salts and 
Minerals. Compiled from various sources. 



by George W. Plympton, C. E., A. M., Pro- 
fessor of Physical Science in the Polytech- 
nic Institate, Brooklyn, N. Y. lamo, doth, 
7 
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JAHMETTAZ. A GuiDB TO THE Determination 
OF Bocks ; being an Introduction to lith- 
ology. By Edward Jannettaz, Docteur des 
Bcienoes. Translated from the French by 
G. W. Plympton, Professor of Physical 
Scienoe at Brooklyn Polytechnic Institute. 
12mo, cloth, $160 

MOTT. A Practical Treatise on Chemistrt 
(Qualitative and Quantitative Analysis), 
Stoichiometry, Blowpipe Analysis, Min- 
eralogy, Assaying, Pharmaceutical Prepa- 
rations- Human Secretions, Specific Gravi- 
ties, Weights and Measures, etc., etc., etc. 
By Henry A. Mott, Jr., E. M., Ph. D. 650 pp. 
8vo, cloth, "6 00 

PYNCHOH. Introduction to Chemical Phy- 
sics ; Designed for the Use of Academies, 
Colleges, and High Schools. Illustrated 
with numerous engravings, and containing 
copious experiments, with directions for 
preparing them. By Thomas Ruggles In- 
chon, D. D., M. A., President of Tnnity Col- 
lege, Hartford. New edition, revised and 
enlarged. CrovmSvo, cloth, . . 3 00 

PRESCOTT. Chemical Examination op Alco- 
holic Liquors. A Manual of the Constit- 
uents of the Distilled Spirits and Ferment- 
ed Liquors of Commerce, and their Quali- 
tative and Quantitative Determinations. 
By Alb. B. Prescott, Prof, of Chemistry, 
University of Michigan. 12mo, cloth, . 1 50 

EUOT AND STORER. A Compendious Manual 
OF Qualitative Chemical Analysis. By 
Charles W. Eliot and Frank H. Storer. Re- 
vised, with the co-operation of the Authors^ 
by William Ripley Nichols, Professor of 
Chemistry in the Massachusetts Institute 
of Technology. New edition, revised. H- 
tustrated. 12tuo, doth, • . • . 1 50 
9 
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NAQUET. Legal Ghebostry. A Quide to the 
Detection of Poisons, FaJslflcation of Writ- 
ings, Adulteration of AUmentaiyandPhar- 
maoeutioai Substances ; Analysis of Aslies, 
and Examination of Hair, Cuius, Fire-arms 
and Stains, as Applied to Chemical Juris- 
prudence. For tne Use of Chemists, Phy- 
sicians, Lawyers, Pharmacists, and Ex- 
perts. Translated, with additions, iuclud- 
mg a List of Books and Memoirs on Toxi- 
ooTogy, etc., from the French of A. Naquet, 
by J. P. Battershall, Ph. D. ; with a Preface 
bv C. F. Chanoler, Ph. D., M. D., LL. D. 
Illustrated. 12mo, cloth, . . . . $2 00 

PRESCOTT. Outlines op Proximate Organic 
Analysis for the Identification, Separa- 
tion, and Quantitative Determination of 
the more commonly occurring Organic 
Compounds. By Albert B. Presoott, Pro- 
fessor of Chemistry, University of Michi- 
gan. 12mo, cloth, . . . . 1 75 

DOUGLAS AND PRESCOTT. QuALrrATiYE Chem- 
ical Analysis. A Guide in the Practical 
Study of Chemistry, and in the work of 
Analysis; By S. H. Douglas and A. B. 
Prescott ; Professors in the University of 
Michigan. Second edition, revised. 8vo, 
cloth, 3 50 

RAMMELSBERG. GUIDE TO A COURSE of 

QUANTFTATrVB CHEMICAL ANALYSIS, ESPE- 
CIALLY OP Minerals and Furnace Pro- 
ducts. Ulustiated by Examples. By C. 
F. Rammelsberg. Translated by J. Tow- 
ler,M.D. 8vo, cloth, 2 25 

BEILSTEIN. An Introduction to Qualitative 
Chemical Analysis. By F. Beilstein. 
Third edition. Translated by I. J. Osbun. 
l2mo. cloth, 75 

POPE. A Hand-book for Eleotricians and Oper- 
ators. By Frank L. Pope. Ninth edition. 
Revised and enlarged, and fully illusti*at- 

ed. 8V0, cloth, 2 00 

9 
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SABIHE. History and Progress op the Elec- 
tric Telegraph, with Desoriptlons of 
some of the Apparatus. By Robert Sabine, 
C. E. Second editioh. l2ino, cloth, . . $1 25 

DAVIS AND RAE. Hand Book of Electrical 
Diagrams and (Connections. By Charles 
H. Davis and Frank B. Rae. Illustrated 
with 32 full-page illustrations. Second edi- 
tion. Oblong 8vo, cloth extra, . . . 2 00 

HASRINS. The Galvanometer, and its Uses. 
A Manual for Electricians and Students. 
By C. H. Haskins. Illustrated. Pocket 
form, morocco, 1 50 

LARRABEE. piPHER and Secret Letter and 
Telegrapaic Code, with Hogg's Improve- 
ments. By C. S. Larrabee. l8mo, flexi- 
blecloth 1 00 

GILLMORE Practical Treatise on Limes, 
Hydraulic Cement, and Mortars. By 
Q. A. Gillmore, Lt-Col. U. 8. Engineers, 
Brevet Major-General U. S. Army. Fifth 
edition, revised and enlarged. 8vo, cloth, 4 00 

GILLMORE. Coignet Beton and other Artifi- 
cial Stone. By Q. A. Gillmore, Lt. CoL 
U. 8. Engineers, jBre vet Major-General U. 
S. Army. Nine plates, views, etc. 8vo, 
cloth, 2 50 

GILLMORE. A Practical Treatise on the 
Construction op Roads, Streets, and 
Pavements* By Q. A. Gillmore, Lt.-CoL 
U. S. Engineers, Brevet Major-General U. 
S. Army. Seventy illustrations. l2mo, clo., 2 00 

GILLMORE. Report on Strength of the Build- 
ing Stones in the United. States, etc. ' 
8vo, cloth 1 00 

HOLLEY. American AND European Railway 
Practice, in the Economical Generation 
of Steam. By Alexander L. HoUey. B. P. 
With 77 lithographed plates. Folio, cloth, 12 00 
10 



d by Google 



D. TAN MOSTRAKD^ PUBLICATIONB. 

HAMILTON. Useful Information for Raii>- 
WAT Men. Compiled bv W. G. Hamilton, 
Engineer. Seyenth edition, revised and en- 
larged. 677 pages. Fooket form, morocco, 
gilt, , . $2 00 

STUART. The Civil and Military Enoinbbrs 
of America. By General Charles B. 
Stuart, Author ot *' Naval Dry Docks of 
the United States," etc., etc. With nine 
flnely-exeouted Portraits on steel, of emi- 
nent Engineers, and Illustrated by En- 
gravings of some of the most important 
and original works constructed in Auieri- 
ca. 8vo, cloth,. 5 00 

ERHST. A Manual of Practical Military 
Engineering. Prepared for the use of the 
Cadets of the U. 8. Military Academy, 
and for Engineer Troops. By Capt. O. H. 
Ernst, Corps of Engine* i*s. Instructor in 
Practical Military Engineering, U. 8. 
Military Academy. 193 wood-cuts and 3 
lithographed plates. l2mo, cloth, . . 5 00 

SIMMS. A Treatise on the Principles and 
Practice of Levelling, showing its ap- 
plication to puriKwes of Railway Engineer- 
ing and the Construction of Koads, etc. 
By Frederick W. Simms, C. E. From the 
fifth London edition, revised and correct- 
ed, with the addition of Mr. Law's Prac- 
tical Examples for Setting-out Railway 
Curves. Illustrated with three lithograph- 
ic plates, and numerous wood-cuts. 8vo, 
cloth, 2 50 

JEFFERS. Nautical Surveying. By William 
N. Jeffers, Captain U. S. Navy. Illustrat- 
ed with 9 copperplates, and 81 wood-cut 
Illustrations. 8vo, cloth, . . . . 5 00 

THE PLANE TABLE. Its Uses in Topographi- 
cal Surveying. From the papers of the 
U. S. Coast Survey. 8vo, cloth, . . 2 00 
11 
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A TEXTBOOK ON SURVEYING, Projections 
AND Portable Instruments, for the use 
of the Cadet Midshipmen, at the U. 8. 
Naval Academy. 9 lithographed plates, 
and several wood-cuts. 8vo, cloth, . . $2 00 

CHAUVENET. New Method of Correcting 
Lunar Distances. By Wm. Chauvenet, 
LL.D. 8vo, cloth, 2 00 

BURT. Key to the Solar Compass, and Sur- 
veyor's Companion; comprising all the 
Rules necessary for use in the Field. By 
W. A. Burt, U. 8. Deputy Surveyor. Sec- 
ond edition. Pocket-book form, tuck, . 2 50 

HOWARD. Earthwork Mensuration on the 
Basis of the PrismOidal Formula. 
Containing simple and labor-saving meth- 
od of obtaining Prismoidal Contents direct- 
ly from End Areas. Illustrated by Exam- 
ples, and accompanied by Plain Rules for 
practical uses. By Conway R. Howard, 
Civil Engineer, Richmond, Ya. Illustrat- 
ed. 8vo, cloth, 1 50 

MORRIS. Easy Rules for the Measurement 
OF Earthworks, by means of the Pris- 
moidal Formulae. By Elwood Morris, 
Civil Engineer. 78 illustrations. 8vo, cloth, 1 50 

CLEVENGER. A Treatise on the Method of 
Government Surveying, as prescribed 
by the U. S. Congress and Commissioner of 
the General Land Office. With complete 
Mathematical, Astronomical, and Practi- 
cal Instructions for the use of the U. S. 
Surveyors in the Field. By S. V. Cleven- 
ger, U. S. Deputy Surveyor. Illustrated. 
Pocket form, morocco, gilt, . . 2 50 

HEWSON. Principles and Practice of Em- 
banking Lands from River Floods, us 
applied to the Levees of the Mississipi. 
By William Hewson, Civil Engineer. 8vo, 

cloth, 2 00 

12 
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MINIFIE. A Text-Book of Geometrical 
Drawing, for the use of Meclianios and 
Schools. With Illustrations for Drawing 
Plans, Elevations of Buildings and Ma- 
chinery. With over 200 diagrams on steeL 
By William Minifie, Architect. Ninth edi- 
tion. Royal 8VO, cloth, $4 00 

MINIFIE Geometrical Drawing. Abridged 
from the octavo edition, for the use of 
Schools. Illustrated with 48 steel plates. 
New edition, enlarged. 12mo, cloth, 2 00 

FREE HAND DRAWING. A Guide to Ornamen- 
tal, Figure, and Landscape Drawing. By 
an Art Student. Profusely illustrated. 
l8mo, hoard.s, . . ... 50 

AXON. The Mkohanic's Friend. A CoUeo- 
tion of Receipts au«l Frac* tical Suggestions, 
relating to Aquaria— Bronzing— Cements 
—Drawing — Dyes— Electricity— Gilding— 
Glass-wonnng— Glues — Horology— Lac- 
quers— Locomotives —Magnetism — Metal- 
working— Modelling — Photogi'aphy- Py- 
rotechny— Railways— Solders— Steam - En- 
gine—Telegraphy— Taxidermy —Varnishes 
— Waterprooflng-and Miscellaneous Tools, 
Instruments, Machines, and Processes 
connected with the Chemical and Mechan- 
ical Arts. By William E. Axon, M.R.S.L. 
l2mo, cloth. 300 illustrations, . 

HARRISON. Mechanics' Tool Book, with 
Practical Rules and Suggestions, for the 
use of Machinists, Iron workers, and oth- 
ers. By W. B. Harrison. 44 illustrations. 
i2mD, cloth 

JOYNSON. The Mechanic's and Student's 
Guide in the designing and Construction 
of General Machine Gearing. Edited by 
Francis H. Joynson. With 18 folded 



1 50 



1 50 



plates. 8vo, cloth 



2 00 
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RANDALL. Quartz Operator's Hand-Book. 
By P. M. RandaU. New Edition. Revised 
and Enlarged. Fully Illustrated. i2mo, 
olot^» . . $2 00 

SILVERSMITH. A Practical Hand-Book for 
Miners, Metallurgists, and Assayers. 
ByJuUus Silversmith. Fourth Edition. 
Illustrated. 12mo, cloth, . . . . 3 oo 

BARNES. SuBMARiNB Warfare, Defensive 
AND Offensive. Descriptions of the va- 
rious forms of Torpedoes, Submarine Bat- 
teries and Torpedo Boats actually used in 
War. Methods of Ignition by Machinery. 
Contact Fuzes, and Electricity, and a full 
account of exi>eriments made to deter- 
mine the Explosive Force of Gunpowder 
under Water. Also a discussion of the Of- 



fensive Torpedo system ; its effect upon 
Iron-clad Shipwrstems, and influence upon 
future Naval Wars. By Lieut.-Com. John 
S. Barnes, U. S. N. With 20 lithographic 
plates and many wood-cut«. 8vo, clotii, 



5 00 



FOSTER. Submarine Blasting, in Boston 
Harbor, Mass. Removal of Tower 
and Corwin Rocks. By John G. Foster, 
U. S. Eng. and Bvt. Major General U. S. 
Army. With seven Plates. 4to, cloth, 3 50 

MOWBRAY. Tri-Nitro-Glycerine, as ap- 
plied in the Hoosac Tunnel, and to Sub- 
marine Blasting, Torpedoes, Quarrying, 
etc. lUustrated. 8vo, cloth, 7 . . 

WILLIAMSON. On the Usb op the Barome- 
ter ON Surveys and Reconnaissances. 
Part I.-Meteorology in its Connection with 
Hypsometrv. Part H.— Barometric Hyp- 
spmetry. ByR. S. Williamson, Bvt. Li- 
Col. U.8.A., M^or Corps of Engineers. 
With illustrative tables and engravings. 
4to,oloth, .... 
14 
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\xriLLIAMSON. Practical Tables in Metb^ 
OROLOOY AND Htpsometry, in oonnectioii 
with the use of the Barometer By Gol. R. 
8. Williamson, U. S. A. 4to, flexible cloth, $2 50 

BUTLER. Projectiles and Rifled Cannon 
A Critical Discussion of the Principal Sys 
terns of Rifling and Projectiles, with Prac- 
tical Suggestions for their Improvement. 
By Capt. John S. Butler, Ordnance Corps, 
UiS. A. 36 Plates. 4to, cloth, . . '7 50 

BENET. Electro-Ballistic Machines, and 
the Schultz Chronoscope. By Lt.-Col 8. 
V Benet, Chief of Ordnance U. 8. A. 
Second edition, illustrated. 4to, cloth, . 3 00 

MICHAELIS. The Lb Boulenge Chrono- 
graph. With three lithographed folding 
plates of illustrations. By Bvt. Captian 
O. E. Michaelis, Ordnance Corpse, U. 8. A. 
4to, cloth 3 00 

NUGENT. Tteatise on Optics ; or Light and 
Sight, theoretically and practically treat- 
ed ; with the application to Fine Art and 
Industrial Pursuits. By E.Nugent. With 
103 illustrations. l2mo, cloth, . . 1 50 

PEIRCE. System of Analytic Mechanics. 'By 
Benjamin Peirce, Professor of Astronomy 
and Mathematics in Harvard University. 
4to cloth 10 00 

CRAIG- Weights and Measures. An Account 
of the Decimal System, with Tables of Con- 
version for Commercial and Scientific 
Uses. By B. R Craig, M. D. Square 32mo, 
limpclotn, ....... 60 

ALEXANDER. Universal Dictionary of 
Weights and Measures, Ancient and 
Modem, reduced to the standards of the 
United States of America. By J. H. Alex- 
ander. New edition. 8vo, cloth, . . 3 60 
15 
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D. VAN N08TRAin>'8 PUBUCATIONB. 

ELUOT. European Light-House Systems. 
Being a Report of a Tour of Inspection 
made in 1873. By M^or George H. Elliot, 
TJ. 8. Engineers. 51 engravings and 21 
wood-cuts. 8vo, cloth, $5 00 

SWEET. Special Report ON Coal. ByS. H. 

Sweet. With Maps. Bvo, cloth, . . 3 00 

COLBURN. Qas Works OF London. ByZerah 

Ck)Ibuni. 12mo, boards, .... 60 

WALKER. Notes on Screw Propulsion, its 
Rise and History. By Capt. W. H. Walter, 
U.S. Navy. 8vo, cloth 75 

POOR. Method of Preparing the Lines and 
Draughting vessels Propelled by Sail 
or steam, including a Chapter on Laying- 
offon the Mould-loft Floor. By Samuel 
M. Pock, Naval Constructor. Ulusti'ated. 
8VO, cloth, ....... 5 00 

SAELTZER. TREATISE ON Acoustics in connec- 
tion with Ventilation. By Alexander 
Saeltzer. 12mo, cloth, 2 00 

EASLIE A Hand-book for the Use op Con- 
tactors, Builders, Architects, Engineers, 
Timber Merchants, etc., with information 
for drawing up Designs and Estimates. 
250 illustrations. 8vo, cloth, . . . 1 50 

SCHUMANN. A Manual op Heating and Ven- 
tilation in its Practical Application 
for the use of Engineers and Architects, 
embracing a series of Tables and Formulse 
for dimensions of heating, flow and return 
Pipes for steam and hot water boilers, flues, 
etc . etrt Bv P Schumann, C E., U. S. 
Treasurv Department 12mo. Illustrated. 
Invresit 

TONER. Dictionary of Elevations and 
Climatic Register of the United States. 
By J. M.Toner,M,D. 8vo. Paper, $3.00; 
oloth. . . . . 879 
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WANKLTN. Milk Analysis. A. Practical 
Treatise on the Examiiiatioii of Milk, and 
its Derivatives, Cream, Butter, and 
Cheese. Bv J. Alfred Wanklyn, M.R.C. 
S. 12mo, cloth, . . . . $1 00 

RICE & JOHNSON. On a New Method of Ob- 
taining THE Differentials of Func- 
tions, with especial reference to the New- 
tonian Conception of Rates or Velocities. 
By J. Minot Rice, Pi of. of Mathematics, U. 
8. Navy, and W. Woolsey Johnson, Prof, of 
Mathemathics, St. John's College, Annap- 
olis. 12mo, paper. .... 50 

COFFIN. Navigation and Nautical As- 
tronomy. Prepared for the use of the U. 
8. Naval Academy. By J. H. C. Coffin. 
Professor of Astronomy, Navigation ana 
Surveying ; with 52 wood-cut illustrations. 
Fifth editiou. 12mo, cloth. . 3 50 

QIARK. Theoretical Navigation and Nau- 
tical Astronomy. By Lewis Clark, 
Lieut-Commander, U. 8 Navy Illustra- 
ted with 41 wood-cuts, including the Ver- 
nier. 8vo, cloth, 

ROGERS. The Geology of Pennsylvania. 
By Henry Darwin Roeers, late State Ge- 
ologist of Pennsylvania. 3 vols 4to, with 
Portfolio of Maps. Cloth, 



3 00 



30 00 



IN PREPARATION. 

WEISBACH. Mechanics of Engineering, Applied 
Mechanics; containing Arches. Bridges, Foun- 
dations, Hydraulics, Steam Engine, and other 
Prime Movers, &c., 4&0. Translated from the 
latest German Edition. 2 vols., 8vo. 
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It is the intention of the Publisher of this Series to 
issue them at intervals of about a month. They will 
be put up in a uniform, neat, and attractive form, 
18mo, fancy boards. The subjects will be of an emi- 
nently scientific nature, and embrace as wide a 
range of topics as possible, — all of the highest charac- 
ter. 

Prioe, 50 Cents Each. 

I. Chimneys for Furnaces, Fire-places, and 
Steam Boilers. By R. Armstrong, C. E. 

II. Steam Boiler Explosions. By Zerah Colbum. 

in. Practical Designing op Retaining Walls. 
By Arthur Jacob, A. B. Illustrated. 

IV. Proportions of Pins Used in Bridges. By 
Charles E. Bender, C. E. Illustrated. 

V. Ventilation op Buildings. By W. P. Butler. 
Illustrated. 

VI. On the Designing and Construction op Stor- 
age Reservoirs. By Arthur Jacob. Illustrated. 

VIi; Surcharged and Dipperent Forms of Re- 
taining Walls. By James S. Tate, C. E. 

VIII. A Treatise on the Compound Engine. By 
John Tumbull. Illustrated. 

IX. Fuel. By C. William Siemens. To which is ap- 
pended the value of Artificial Fuels as Com- 
pared with Coal. By John Wormald, C. E. 

X. Compound Engines. Translated from the French 
of A. Mallet. Illustrated. 

XL Thbort of Arches. Bv Prof. W. Allan, of the 
Washington and Lee CoUege. Illustrated. 
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XII. A Practical Theory op Voussom Arches. 
By William Cain, C.E. lUustrated. 

XIII. A Practical Treatise on the Gases Met 
WITH IN CJoAL Mines. By the late J. J. Atkinson, 
Government Inspector of Mines for the County of 
Durham, England. 

xrv. Friction op air in Mines. By J. J. Atkinson* 
author of "A Practical Treatise on the Gases met 
with in Coal Mines." 

XV. Bkew Arches. By Prof. E. W. Hyde, C. E. II" 
lustrated with numerous engravings, and three 
folded Plates. 

XVI. A Graphic Method por solving Certain 
Algebraic Equations. By Prof. George L. Vose. 
Illustrated. 

XVII. Water and Water Bupply. By Prof. W. H. 
Corfleld, M. A., of the UDiversity College, London. 

XVIII. Sewerage and Sewage Utilization. By 
Prof. W. H. Corfleld, M. A., of the University .Col- 
lege, London. 

XIX. Strength of Bbams Under Transverse 
Loads. By Prof. W. Allan, author of " Theory of 
Arches." Illustrated. 

XX. Bridge And Tunnel Centres. By John B. 
McMasters,C. E. Illustrated. 

XXI. Safety Valves. By Richard H. Buel, C. E. 
Illustrated. 

XXII. High Masonry Dams. By John B. McMas- 
ters, C. E. Illustrated. 

XXIII. The Fatigue op Metals, under Repeated 
Strains; with various Tables of Results of Experi- 
ments. From the German of Prof. Ludwlg 
Spangenberg. With a Preface by S. H. Shreve. 
A. M. Illustrated. 

XXIV. A Practical Treatise on the Teeth op 
Wheels, with the theory of the use of Robinson's 
Odontomph. By S. W. Robinson, Prof, of Me- 
chanical Engineering, Illinois Industxial Uuiver- 
Bity. 
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XXV. Theory and Calculations op Continuous 
Bridges. By Mansfield Merriman, C. E. Illiis- 
trated. 

XXVI. Practical Treatise on the Properties of 
Continuous Bridges. By Cliarles Bender, C. E. 

XXVII. On Boiler Incrustation and Corrosion. 
By F. 8. Bowan. 

XXVIIL On Transmission op Power by Wire Rope. 
By Albert W. Stahl. 

XXIX. Injectors ; their Theory and Use. Trans- 
lated from the French of M. Leon Pouchet. 

XXX. Terrestrial Magnetism and the Magnetism 
OF Iron Vessels. By Prof. Fairman Rogers. 

XXXI. The Sanitary Condition op Dwelling 
Houses in Town and Country. By Qeorge E. 
Waring, Jr., ConsultingEngiDeerfor Sanitary and 
Agricultara] Works. Illastrated. 

XXXII. Cable Making for Suspension Bridges, 
as exemplitled in the Construction of the East 
Bly«rBiiage. By Wilhelm Hildenbrand, C. £. 



Other Workt in Preparation for this Seriti. 
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L— ON THE PnYSIOAlr BASIJ!* OF LIFE. Bv 
Pro! T. H. TTdxlet, LL D. F. U,S. Withan iatrcMiiiC' 
Uqu by Ur Profe^flor in Yule College. iSmo* pp. 36. 
Paper Covers. Price 25 centft* 

IL— THE OOBBKLATiriN OF VlTAIi AKD 
FHl'SiCAT FOECKS. ^yPtoLOEOStiisF.BABiiMa, 
i^Aj,, i>f Yal;j College- 36 ^^p. Pap^rOurCTif, Price 35u. 

ni.— AS EEGAEDS 1*KDT0.^LASM, in Tektiotv 
to Prol Huiley fl Fhydnal Barie i;*i Ltfe» By J 
Hutchison Sti^J-^tnl. F,Ii*O.S. pp. \ Z, P-K't* 25 centr. 

rv\— ON THE HYPOTHESIS OF r: VOLUTION. 
P^*tfMta.l ajid Metiiph^isimL By Prof Edwakd D 
OoFBi, ISmou 7*3 pp. Papifi- CLt>ers, Price ShT* cent*, 

v.— SCl(:XTIi^^lO ADDBESSESJ:-^!. On tfw Me 
tMfU find Tehdtncies cf rJi^/sic((l InvfMti^atim. 2. On 
Hate, and On at. :j. On the iSr/efdffn lUe ofth^ Imttgi' 
nnii&n. By Prfll JoHJf Tyj^PALU P.H»S. ISino, 74 
pp. Pjijier Covers. Price 25 cente- Flex.ploth, 50 eti. 

NO. YL—l^ATUEAlL^E EJECTION AS APPLIED 
TO MAIS. By Al*Fltf'> Rt]SF5KI.T. W ' i*1*aC15. Thi# 
pftiB pblefc t i-f nf s {\) of t L e Dei' el opm ent, of Humnn 
Kaeee un^er i' e Uw of ^cktitioii , (2 1 tli*. I i iv ? - 

tiral£?electiona»eppiied toruon, 54 pp, 1 r^ 

KO. VII.^ SPEQTIilTM / K.'' ' ■ ' ' 'Ilixei. l^.- 
tureg by Profia. Eoscoe, Huj^giii^. ;yer.^ ¥m^ 

ly illaiitrjitjed. 8Spp, Paper Covmt*^. trice 25 (leiita 

KO. VUI.— THB SUT^ A iilt«tnli of t:t,n p^-Frntit 
pttite of srietM • ■ > .' - ilm 

obtJeTi^atioii i^v j-iuJ. .. 
montl « CoOt' ge, ' 5 ? pp. P: 1 , 

KO. IX. - THl^: ^^ ^ 1^' T ' ^ . K. ...... ^,y 

A. M- Maykr* J ^?. A most 

profowndly^ iotertv- .^. . . i^ : jtet of luag- 

netii^. 7:2 pp. Papei Ooveri!. Prioe HiO oe»M. Flex- 
ible Oloth, 50 cents. 

NO/X-MYSTEBIES OF THK VOICE ANP 
EAR. By Prof. 0. H, KOOD, C< )iim>o^! fTf ir*"- **ew 
Torlc One of thfl most iiit€J'j.*-T.iiiju' J 
e?er dftlivertMi, Oritrmal diftiJuTtrir , 
men ta. Beautifully illua. 3 pp. "^^Atitr Covara -j ctb. 



